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ABSTRACT
In the last decade, nanoscale field-effect transistor biosensors have proven to
be powerful, ultra-sensitive, label-free electrical detectors of relevant molecules
ranging from solution pH to proteins to nucleic acids. Such sensors are highly
amenable to scale-up and mass production and are easily integrated with
necessary external electronics for point-of-care diagnostic devices, or lab-on-
a-chip systems. In particular, nanowire FET sensors have been demonstrated
to be much more sensitive to analytes, extending sensing capabilities to as
low as attomolar concentrations without the need for labels. These devices
have the potential to far surpass many current clinical alternatives in many
important criteria, such as sensitivity, detection time, sample volumes, need
for a label, and selectivity. However, in recent years it has become apparent
that the technology has been suffering from lack of reliability, robustness,
and repeatability of the devices in fluidic environments. These issues are the
primary barriers preventing the maturation of the technology.
Towards resolving some of these issues, this dissertation presents an it-
erative process of increasing the performance characteristics of nanoscale
field-effect transistor biosensors. A top-down baseline silicon dioxide process
with silicon-on-insulator wafers is presented, including methods for defining
the biosensors at the nanoscale. This baseline process is then demonstrated
for the detection of changes in pH and for detection of pyrophosphate (work
in collaboration with Grace Credo, Oguz Elibol, and Madoo Varma at In-
tel Corporation). The CMOS compatible process presented allows for mass
scale-up and for seamless integration with existing platforms.
The next iteration of devices utilizes an atomic layer deposited high-k gate
dielectric, aluminum oxide (Al2O3), for increased gate oxide capacitance.
A high-k gate dielectric allows for similar electrical gate oxide thicknesses
with higher physical oxide thicknesses, which results in lower leakages in
fluid. This process is compared to the baseline SiO2 process. These process
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improvements result in increased sensitivity to pH, increased robustness in
fluid, and reduced noise.
The last device iteration replaces the Al2O3 gate dielectric with hafnium
oxide (HfO2). HfO2 has a higher dielectric constant than Al2O3, is less
susceptible to ion incorporation in fluid, has higher pH sensitivity, and is
highly resistant to all forms of etching after annealed. This allows for the
use of a wet etch of the fluid passivation layer, removing the possibility
of damaging the fragile gate dielectric layer by dry etches such as reactive
ion etching. Several critical steps were added for better characterization of
gate dielectric layer, with special attention to the insulator-silicon interface.
The HfO2 devices exhibited near Nernstian pH response with very low noise
and good repeatability. Two of these stable devices were then employed
simultaneously in a novel scheme that greatly amplifies pH response (work
in collaboration with Professor Ashraf Alam at Purdue University). Using
the drastic differences in source-drain current for a 2 µm wide nanoplate
device compared to a 100 nm wide nanowire device, the pH amplification
scheme was shown to theoretically enable the detection of extremely low
pH changes, down to 0.002 pH units. The devices were then used for the
detection of microRNA analogues, short 20-25 base pair nucleotide molecules
that have found use in the last decade as cancer biomarkers, down to 100 fM
concentration levels. The process improvements in this work demonstrate
significant progress towards catalyzing the transformation of such nanoscale
bioFETs from mere proofs of concept into powerful, robust, and reliable tools
for point-of-care diagnostics.
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CHAPTER 1
INTRODUCTION
Cancer is one of the greatest challenges that our generation will face. Ap-
proximately 1.6 million new cases of cancer were diagnosed in 2011, with over
600,000 deaths [1]. Past the age of 73, chances of cancer diagnosis skyrocket,
an unforunate fact compounded by the realization that our baby boomer
population is passing that very age presently. And yet, we remain woefully
unprepared for what is to come. Current cancer diagnostic techniques are
quite simply too slow and not sensitive enough, a broad-reaching statement
which applies to nearly all types of cancer. Shocklingly, the most common
ways to diagnose cancer are either by x-ray or via self-exam, when tumors
are already on the order of 100 million to 1 billion cells [2]! Cheap, accurate,
sensitive, and rapid diagnostic schemes will be an absolute necessity moving
forward, for three critical reasons:
• Enabling of much earlier detection of cancer, which directly translates
into increased survival rates
• Increased feedback about the efficacy of cancer treatment strategies for
development of better treatments
• Mapping and de-convolution of the complex pathways that lead to can-
cer, which is essential for an eventual “cure to cancer”
Point-of-care devices, also known as lab-on-a-chip devices, may satisfy
these requirements by enabling the same functions of bulky, costly lab equip-
ment with cheap, portable devices. Intrinsic to the reduzed size of these
devices are often enhanced sensitivity, reduced cost, reduced diagnosis times,
and reduced sample volumes [3]. Field-effect transistor biosensors (bioFETs)
are one possible technology for the sensing component of such point-of-care
devices. BioFETs combine ubiquitous transistor technology with a biosensi-
tive membrane, resulting in sensors that are much cheaper than alternatives,
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much more sensitive, and much more easily integrated with necessary exter-
nal electronics.
This work focuses on the development of nanoscale bioFETs for detec-
tion of various processes indicative of cancer. Though the technology was
initially demonstrated over a decade ago, several device related issues have
prevented the technology from reaching full maturation. This disseration
is aimed at addressing these issues — including reliability, robustness, sta-
bility, sensitivity, selectivity, and repeatability of bioFET devices. Multiple
iterations of device fabrication are shown, each with improvements target-
ted at increasing device performance, demonstrated with sensing of various
important cancer related properties, including pH, proteins, DNA, and mi-
croRNA. Chapter 2 will focus on the relevant background for bioFETs, with
focus on the individual components for the sensor — biological, chemical,
electrochemical, and electrical. Chapter 2 will also address the relevant work
to date on similar sensors for the detection of pH, nucleic acids, and protein.
Next, the first baseline process for the bioFETs will be established in Chapter
3. Briefly, the method for creating the nanoscale devices will be discussed,
critical process steps will be addressed, and measurement schemes will be il-
lustrated. In Chapter 4, the resulting devices will be shown to be capable of
small non-specific molecules (pyrophosphates) showing polymerase activity,
short nucleic acid oligomers, and immunoglobulin proteins. Next, Chapter 5
will illustrate how device performance can be dramatically improved by the
use of a high-k dielectric, Al2O3(r=9), which decreases the effective elec-
trical thickness of the gate dielectric with higher physical thicknesses. We
will discuss how process steps need to be enhanced to incorporate the high-
k dielectric and how this inclusion results in devices that are more stable,
more robust in fluid, and more sensitive to changes in pH. Chapter 6 will
demonstrate the further enhancement of these parameters, with the use of
a hafnium oxide (HfO2) gate dielectric, which has a r value of 20-25. The
hafnium oxide devices are extremely stable in fluid for long periods of time,
exhibit very low noise, and have very high sensitivity to charge. The de-
vices are used to demonstrate the sensitive detection of microRNA sequences
which are well known to be cancer biomarkers. These devices are also used
to demonstrate ultrasensitive pH detection, down to 0.002 pH units, using
a novel pH amplification scheme that utilizes two devices with large width
discrepancies simultaneously in Chapter 7. Such high pH sensitivity could
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be used to monitor small changes in intracellular and extracellular pH, which
gradually changes depending on the progression of various cancers. The de-
vices described in this work exhibit superior base characteristics to devices
reported in most of the work in the literature, and with further optimization
could usher in a new era of point-of-care bioFET devices.
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CHAPTER 2
BACKGROUND AND LITERATURE
REVIEW
In this chapter, relevant background information will be presented about
biosensors, including the motivation for creating such devices, the basic ele-
ments of any biosensor, relevant literature in the field, and the characteristics
of an ideal biosensor.
2.1 Basics of Biosensors
Biosensors are a large classification of devices which refer to anything that
can be used to detect the presence of biological entities. A wide variety
of sensor read-out schemes, configurations, relevant target molecules, and
operational principles have been discussed and investigated. However, for
a general biosensor, two basic components usually exist, as is illustrated
in Figure 2.1. These include a bio-functional membrane, which interfaces
directly with the biological entities of interest, and a transducer element,
which translates the phenomena observed at the bio-functional membrane
into an electrical output.
Figure 2.1: General components of a biosensor, from [4].
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2.1.1 Motivation
The human body can be compared quite aptly to human societies, where the
members of the society are analogous to the cells of the body. However, the
body is a very unique society where rules of self-sacrifice (called apoptosis for
cells) take precedence over rules of survival of the fittest [2]. Proper cell col-
laboration eventually leads to the proper functioning of the whole enterprise,
the human body. Cancer can be thought of as a striking divergence from
this rule; it is defined as the uncontrolled growth of abnormal or atypical
cells, called mutated cells [2]. An adult human body is roughly composed of
100 trillion cells, with billions of cells undergoing mutation daily. Regulatory
mechanisms (the law enforcement force of the body) prevent these mutations
from wreaking havoc on the body. However, in certain cases, repeated self-
ish behavior by these mutated cells escapes rectification and jeopardizes the
entire society, giving birth to cancer. Cancer is a collection of these mutated
cells which replicate out of control.
Cells live, grow, divide and die following a strict set of rules defined by
the genome, which is a set of instructions in a person’s deoxyribonucleic acid
(DNA). DNA is composed of four different bases adenine (A), thymine (T),
guanine (G) and cytosine (C). Human DNA consists of 3 billion bases which
give rise to roughly about 30,000 genes. Genes are portions of DNA which
are translated into vital body proteins. There are three different processes
happening in every cell of the body: DNA replication, transcription, and
translation. During DNA replication, the DNA of a cell is copied, resulting
in two copies of the parent DNA in the daughter cells. Transcription is the
process of converting the DNA to ribonucleic acids (RNAs). RNA is another
nucleic acid similar to DNA with the exception of having uridine (U) as a
possible base instead of T. During transcription, a complementary strand of
RNA is formed. Translation is the process where the RNA produced during
transcription is decoded to synthesize a protein using amino acids as building
blocks. Figure 2.2 demonstrates this central dogma of biology. Proteins are
the key regulators of all the processes in cells. During cancer, a compounding
of several abnormal protein levels in the cell eventually leads to uncontrolled
cell growth through a complex network of pathways, resulting in tumors. One
such example of a few pathways involved in breast cancer is shown in Figure
2.3. The entire process, originating from the DNA, transcription into RNA,
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Figure 2.2: The central dogma of biology.
and translation into proteins, is affected by cancer progression. Sensitive and
robust detection of any of these molecules (loosely termed biomarkers) in ei-
ther human blood or in cancer tumors, offers valuable information which can
be used both for early detection of disease and for evaluation of the efficacy
of cancer treatment strategies. Various sequences of microRNA, short (21-23
base pair) nucleic acid molecules, have also been shown in the last decade
to be important cancer biomarkers [5–8]. MicroRNA are important in cells
because they can downregulate gene expression by affecting the translation
process via inhibiting or degradation of messenger RNA molecules originally
slated for production of various proteins.
Biosensors are important for cancer and other various diseases for many
reasons:
• They can offer important patient information to physicians to assist in
making critical decisions
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Figure 2.3: Pathways involving the HER2 protein in the progression of
breast cancer. From Sue Clare’s group at IUSOM.
• They can assist in reverse engineering the body: the mapping and de-
convolution of the complex pathways that cause disease
• They can contribute to understanding of cells and living organisms at
a molecular level
• They can assist in drug screening by evaluating the efficacy of treat-
ments
The ultimate vision for biosensors would be the capability to have a biosen-
sor at every decision point in the entire body constantly monitoring the ex-
pression level and conformation of all the relevant DNA, RNA, and proteins
in the processes and pathways. If such information were possible to acquire,
the grand mystery of molecular interactions of the human body would be un-
derstood almost completely, which would inevitably translate into treatments
with maximized efficacies.
2.1.2 Criteria for Evaluating Biosensors
Several important criteria are important for evaluating a biosensor device:
• Cost: As is the case with any technology, cost is a huge concern and
should be kept as low as possible. If the per unit cost can be brought
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down far enough, then disposable one-time use devices can be made
possible, which have inherent advantages particularly in the medical
field where concerns of contamination are paramount.
• Accuracy: Accuracy refers to the metric of how closely the device re-
sults correlate to the current accepted gold standard. For truly ground-
breaking technologies which break the limits of gold standards, accu-
racy can often be very difficult to evaluate.
• Robustness: Robustness is a very important criterion that can often
be overlooked. Since these devices inherently must interact with fluidic
biological environments, device lifetime and performance degradation
are serious concerns that must be considered. Devices must maintain
adequate performance characteristics for the life of each experiment.
• Reliability: Reliability refers to device repeatability and device to de-
vice variation. For a technology to be scalable, the same experiment
on the same device or a similar device should yield comparable results.
Any variation from device to device or experiment to experiment in-
creases the noise of the overall system.
• Use of a label: Many biosensors use techniques which require a modifi-
cation of the target analyte with some sort of label. The most common
examples of this are fluorescence based techniques. Ideally, label free
techniques are preferred. Labeling can be very heterogeneous as well
as detrimental to target-analyte interactions, reducing the sensitivity
and accuracy of the measurement [9, 10].
• Sensitivity: Sensitivity is defined as the lowest concentration of the
target analyte that can be detected with confidence. Typically, with a
rule of thumb of greater than 3 times noise acceptance, sensitivity can
be defined by:
Sensitivity =
3 ∗Noise
Signal
(2.1)
where the Signal is the transduced response monitored at the output
for a positive event and the Noise is the average transduced response
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monitored at the output for all negative events. Sensitivity to lowest
concentrations possible is always desirable for any biosensor.
• Selectivity: For any sensor, false positives and false negatives are seri-
ous considerations. Selectivity can be defined as:
Signal induced by a positive event
Signal induced by the most prominent negative event
(2.2)
Selectivity should be as high as possible to ensure that the entity being
detected from the transducer has indeed triggered the response, and
not a mismatch molecule.
• Dynamic Range: Dynamic range refers to the concentration range of
the target analyte that is detectable by the sensor. Often high dynamic
range and high sensitivity levels are difficult to achieve simultaneously.
A high sensitivity layer implicitly implies a large signal change for a
relatively small concentration of analyte, but a high dynamic range
requires that the device respond to not only small concentrations but
much large concentrations. Ideally, a sensor should have as large a
dynamic range as possible.
• Interrogation Volume: This refers to the minimum volume that must
be placed on the sensor to achieve a result. Minimal volumes are always
desired to minimize invasiveness to the patient and costs.
• Time to Result: This is one of the most critical parameters, which
describes the time from when the sample is placed on the sensor to
when meaningful results are available to the user. This includes both
the time for the machine to output raw data and the time to analyze
this data so that useful information can be extracted. This time is often
the critical chokepoint for the feedback cycle for patient treatment, and
if too high it can limit the number of treatments a physcian can employ
with a patient.
An ideal biosensor will have the best case scenario for all of these charac-
teristics. They will be referenced repeatedly throughout this dissertation as
they quite neatly sum up the overall goals for any biosensor device.
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2.2 Next Generation Sequencing
Since the first full sequencing of the human genome in 2001, there has been a
race to decrease the cost of human sequencing. Costs have been so dramati-
cally reduced that as of late 2011, it is possible to fully sequence the human
genome, transcriptome, and exome for as low as $3600 [11]. A pilot study
2011 demonstrated that the entire process of sequencing, data processing,
and treatment planning can be accomplished in 24-30 days [12]. With such
an ease of sequencing, the possibility of truly personalized diagnostics for
disease treatment has become quite feasible. Figure 2.4 shows a flow for the
treatment of patients. When a patient comes in for treatment, the entire
genome, exome, and transcriptome can be sequenced. Doctors can look for
mutations in certain known specific genes, hundreds of which are known to
be correlated to various cancers. These genes are continuously being inves-
tigated and documented in many databases, the most prominent of which
is the Catalog of Somatic Mutations in Cancer (COSMIC) from the Sanger
Institute for Cancer Research. At this point, a board of doctors can meet to
decide on a personalized cancer treatment program for the patient, targetted
specifically at the mutations that were found in the sequencing results. Such
a “sequence everything” approach of tailoring treatment to each individual
will truly revolutionize medicine, beginning with cancer but extending to
many types of disease.
Two main companies have been competing for the sequencing market,
Illumina and Ion Torrent (which is a subsidiary of Life Sciences). Illumina
employs fluorescence based techniques for sequencing, using methods very
similar to the original Sanger sequencing demonstrated in 2001. Ion Torrent
uses novel FET technology very similar to that described in Section 2.4.5 to
accomplish sequencing by synthesis [13].
The two obvious information holes in the sequence everything approach
are lack of protein and microRNA information. Sequencing obviously refers
only to nucleic acids, but so much useful information can be obtained by
monitoring protein levels, which ultimately are what regulate cell activity
and result in the repression or stimulation of cancer related pathways. Se-
quencing is just one part of the puzzle — a quite important part, but not
the entire story. Methods that would enable the full profiling of not only the
relevant DNA and RNA, but also important cell communication proteins,
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Figure 2.4: Schematic demonstrating the“sequence everything” approach,
from [11].
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Figure 2.5: Schematic illustrating the components of a typical lab-on-a-chip
device. From [20].
cancer biomarkers, microRNA, and other various important molecules, could
allow us to fully de-convolute processes in the human body, both cancerous
and non-cancerous.
2.2.1 Point-of-Care Biosensors
Point-of-care biosensors, with miniaturization of almost all biosensor compo-
nents, have the potential to optimize most, if not all, of these critieria [3,14].
Point-of-care (POC) devices may be defined as testing at or near the site of
patient care whenever it is required [15, 16]. Typically, functions normally
performed with bulky laboratory equipment are ported onto miniaturized
‘’lab-on-a-chip” systems with much smaller components and sample volumes.
POC diagnostics can provide results rapidly, reducing the turnaround time
for results in critical care situations [17]. Moreover, POC diagnostics enable
the patient to be more in control of monitoring their own therapy and com-
plying with their care regimen [18], leading to greater patient satisfaction
and improved clinical outcome [19].
A schematic for a point-of-care, or lab-on-a-chip system is shown in Figure
2.5. Lab-on-a-chip devices are much smaller than their counterparts, which
typically increases sensitivity, decreases costs, decreases sample volumes, and
shortens diagnosis times.
POC devices have had a few major success stories, including the widespread
home pregnancy test, the portable glucose monitors available from Abbot,
and their similar gas and ions monitoring systems for detection from blood
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Figure 2.6: Examples of current commercial point-of-care devices.
(Figure 2.6). Lab on a chip or POC devices have the potential to revolu-
tionize treatment in hospitals, third world countries, and ultimately in the
homes of patients across the United States and Europe.
2.3 Sensors with Labels
Though labeling the target analytes is intrinsically undesirable for the rea-
sons mentioned in Section 2.1.2, labeling often leads to increased sensitivity
or ease of detection, especially in highly noisy environments. This section
will describe various technologies that employ a label for the detection of
biomolecules.
2.3.1 DNA Microarrays
DNA microarrays offer an attractive fluorescence based method for deter-
mining the presence of certain DNA strands in a fluidic environment. Quite
simply, a surface (usually silicon dioxide) is functionalized with an attach-
ment chemistry (typically poly-l-lysine or aminosilanes) to immobilize a large
collection of varying known DNA probe sequences in known positions via au-
tomated microspotting [21]. After the probes have been dried on the surface,
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Figure 2.7: Schematic illustrating the use of DNA microarrays, from [22].
fluorescently modified target DNA strands with unknown sequences are in-
troduced to the surface and allowed to hybridize with probes on the surface.
If the sequences match with a probe on the surface, the target DNA will be
immobilized to the surface and will be seen via a fluorescence microscope or
a DNA microarray scanner. This fluorescence then indicates the presence of
a specific DNA sequence in the solution. A schematic illustrating this tech-
nique is shown in Figure 2.7. Entire genomes can be sequenced using this
technique by splitting consecutive pieces of the genome, labeling, and place-
ment on the DNA microarray chips [22–25]. A wide variety of techniques
exist for immobilizing the probes on the surface, which can themselves range
from cDNA clones [26] to PCR products [27] to very short oligonucleotide
strands [28]. The microarrays can be used for detection of single base mu-
tations, specific genome differences in individuals [22], and single nucleotide
polymorphisms (SNPs) [29,30].
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The advantages to DNA microarrays include very widespread use, high
degree of parallel simultaneous detection, and high sensitivity to even sin-
gle base mismatches. The main drawbacks to DNA microarray technology
are fairly low sensitivity levels (on the order of 100 pM-the nM range) and
the requirement for expensive labeling reagents and imaging equipment [22].
However, principles of DNA microarrays, particularly the attachment chem-
istry, are easily adapted to miniaturized sensors and can be integral in the
development of more sensitive DNA biosensors.
2.3.2 Enzyme-Linked Immunosorbent Assays
Enzyme-linked immunosorbent assays (ELISAs) are a widespread and pop-
ular method for determining the presence of specific proteins in a solution.
ELISAs are widely considered the gold standard for protein detection, and
can be loosely thought of as the protein analog to DNA microarrays [31].
ELISAs typically involve at least one antibody with high specificity for a
particular antigen of interest. In sandwich ELISA, which is most relevant for
protein detection, several steps are performed to determine the presence of
the target antigen in the unknown solution:
• A surface is prepared with a known quantity of capture antibody, the
probe protein.
• The surface is then blocked with a non-specific blocking agent to pas-
sivate any unreacted groups.
• The solution with the target analyte is then placed over the surface,
allowing the antigen to bind to the probe molecule.
• The surface is thoroughly washed to remove any unbound antigen or
non-specific molecules.
• An antibody specific to the antigen is added to the surface and binds
to unreacted sites on the antigen.
• Enzyme linked secondary antibodies are applied as detection antibodies
that bind specifically to the antibody’s Fc region.
• The surface is once again to remove non-specific enzymes.
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Figure 2.8: Basic schematic illustrating the operation of a sandwich ELISA.
• A chemical is applied that is converted by the enzyme into a color or
fluorescent signal.
• The fluorescence or change in color is measured by an external instru-
ment to determine the presence of the target analyte.
This process is illustrated in the schematic shown in Figure 2.8. ELISAs
are extremely commonplace in today’s research and clinical labs, and have
been employed to interrogate for a huge variety of proteins for many appli-
cations, including home pregnancy tests. For cancer biomarkers, ELISAs are
typically used to validate new technologies as a gold standard. Commonly
quoted sensitivity limits for ELISAs range in the 0.5-1 pM range for cancer
biomarkers [32, 33]. Disadvantages of ELISA include low sensitivity, diffi-
cult preparation, complex steps for analysis, and the need for external lab
equipment for detection.
2.3.3 Miscellaneous Label Technologies
Many technologies claim to have high sensitivity to biomolecules with high
selectivity to the analyte of interest. However, in the past few years two
technologies have demonstrated real detection of target analytes from actual
bodily fluids: the integrated blood barcode chip (IBBC) sensor from Caltech
University [33], and the Giant magneoresistance (GMR) sensor from Stanford
University [32].
The IIBC sensor from Caltech employs a scheme very similar to ELISA
and DNA microarrays, discussed in Sections 2.3.1 and 2.3.2, except on a mass
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scale and from whole blood. Using the Zweifach-Fung effect, which describes
polarized blood cell flow at branch points of small blood vessels [34], whole
blood is flown through a low flow resistance primary channel with high resis-
tance channels that branch off at right angles. A critical streamline is created
closer to the primary channel wall that connects the branch channels. Large
blood cells with radii larger than the distance between this streamline and
the channel wall are forced down the primary low resistance channel, filtering
them out of the blood. A certain percentage (approximately 15%) of the re-
maining plasma is passed through the high resistance branch channels. These
branch channels contain DNA-encoded antibody libraries (DEAL), which in-
volves using the DNA-directed immobilization of antibodies for conversion
of a pre-patterned single stranded DNA microarray into a protein microar-
ray. The specificity of the immobilized probe antibodies to the DNA hooking
molecules on the surface was checked with a full orthogonality test. These
“probe” antibodies are then used for specific capture of the protein of inter-
est, followed by a biotin labelled detection antibody and a streptavidin-Cy5
fluorescence label for fluorescence detection.
Using this technology, the work was able to demonstrate detection of
interleukin-1β (IL-1β) down to less than 1 pM and transforming growth
factor (TGF)-β1 down to 30 pM. This was compared to an in house ELISA
gold standard, which showed similar sensitivities (0.5 pM for IL-1β). Next,
they demonstrated the multiplexed detection of eight plasma proteins from
whole blood from clinical patients, shown in Figure 2.9. Using spiked known
concentrations of the eight different proteins as a calibration, they were able
to back out the concentration of PSA , plasminogen, IL-10, IL-6, IL-1β, and
others, simultaneously.
This technology has demonstrated a truly impressive application of protein
detection from whole blood. The only main drawbacks of this technology are
relatively low sensitivity (only approximately 1 pM or so), the need for a
label, and the need for fluorescence detection equipment.
Giant Magneoresistance (GMR) sensors use a very old magnetic technol-
ogy that was developed for use with read heads in hard-disk drives. The
sensors themselves are very simple: they are multilayer thin-film structures
that operate based on a quantum mechanical effect where changes in the
local magnetic field induce changes in the resistance of the films [35,36]. Us-
ing these sensors and antibodies coupled with a magentic bead label, they
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Figure 2.9: a: Microscope pictures of the separation of plasma from whole
blood. b: Fluorescent barcode arrays showing detection of the eight
proteins. c: Quantification of the results from b. From [33].
are able to demonstrate detection of carcinoembryonic antigen, a colon and
breast cancer tumor marker, spiked into PBS down to 5 fM without bead
amplification (Figure 2.10). By adding additional magnetic beads for ampli-
fication of the signal, they were able to bring this detection limit down to 50
aM. They compared their technology to in-house ELISA of the same protein,
demonstrating a wide dynamic range of 5 fM-5 nM, compared to ELISA’s
dynamic range of only 1 pM-100 pM.
Using this technology, they were able to demonstrate the multiplexed de-
tection of BSA, Ltf, Survivin, CEA, and five other proteins in many different
fluidic environments, including PBS, mouse serum, lysis buffer, human urine,
and human saliva. They took this one step further by monitoring the CEA,
EPCAM, and VEGF protein levels in xenograft tumor-bearing mice over
time (Figure 2.11). This technology is an example of another real applica-
tion where protein levels can be monitored directly from bodily fluids. All it
lacks are the use of the magnetic label, which could alter protein properties,
and a demonstration from human bodily fluids.
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Figure 2.10: a: Concentration curve of response versus concentration of
CEA. Dynamic range of 5 fM-5 nM is demonstrated, compared to ELISA.
b: comparison of results with and without amplification, showing a
detection limit of 50 aM for CEA after amplification. From [32].
Figure 2.11: Detection over time of CEA, EpCAM, and VEGF from blood
from xenograft tumor-bearing mice. From [32].
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2.4 Field-Effect Transistor Based Sensors
This section will cover the most relevant background and literature for the
rest of the work — that for field-effect transistor biosensors. FET devices
refer to the category of devices that use the influence of electric fields at the
gate of the transistor on the source-drain current. Most biomolecules are
inherently charged depending on their isoelectric point and the pH of the
buffer solution. As this charge comes in close proximity with the gate of
the FET, the charge influences the surface potential of the transistor, which
modulates the carrier concentration and thus the source-drain current. The
main benefits of using a FET technology for sensors include:
• High sensitivity due to the inherent gain achieved by the amplification
of source-drain current due to surface potential modulation
• Label-free detection due to the charge based detection scheme
• Low per unit cost due to the mass scalability of transistors
• Ease of integration with necessary exterior electronics
• Amenability to scale-up with VLSI design
This section will cover relevant background for FETs in general and a
brief examination of the concept of isoelectric point. It will then dive into re-
viewing the relevant literature for capacitive sensors, ion sensitive field-effect
transistor (ISFET) sensors, extended gate FET (EGFET) sensors, nanoscale
FET sensors, and finally for work regarding theoretical considerations for
bioFETs.
2.4.1 Basic Metal-Oxide-Semiconductor FET (MOSFET)
Theory
This section will give a brief overview of basic MOSFET theory with very
little reference to biological sensing. The focus will be on relevant basic
concepts that will be necessary for understanding FET biosensors.
The simplest form of a field effet device is a two-terminal metal-oxide-
semiconductor capacitor (MOSCAP). The threshold voltage for a standard
MOSCAP is typically given by:
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Vt = VFB + 2φf − Qs
Cox
(2.3)
with VFB given by:
VFB = φms − Qf
Cox
− Qit(ψs)
Cox
− 1
Cox
∫ tox
0
x
tox
ρm(x)dx− 1
Cox
∫ tox
0
x
tox
ρot(x)dx
(2.4)
where:
• Qf represents the fixed charge in the oxide, considered to all be at the
semiconductor/oxide interface
• Qit represents the interface oxide trapped charge, which is a function
of the surface potential psis
• ρm is the mobile charge density, which is distributed throughout the
oxide and change position due to applied biases over time
• ρot is the oxide trapped charge, which is distributed throughout the
oxide
Fixed charge is important because it can cause large shifts in threshold
voltage, increasing the voltages needed to turn the device on. For fluidic
biosensors, it is especially important to keep this as low as possible because
higher voltages will need to higher leakage currents. Interface oxide trapped
charge can lead to degradation of device turn-on, as can be seen in Figure
2.12. It can be removed with low temperature H2 anneals. Both interface
oxide trapped charge and mobile charge can lead to instability in CV char-
acteristics of the MOSCAP and thus eventually in the IV characteristics of
the MOSFET. Reducing these densities is extremely important to reduce the
overall noise of the device. Oxide trapped charge is similar to fixed charge,
but is of less concern because it is typically further from the critical oxide-
semiconductor interface.
MOSFETs are essentially MOSCAPs with a source-drain terminal that
allows current to flow as a function of the surface potential term ψs, and
therefore the applied gate voltage. The expression for the drain current is
well known:
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Figure 2.12: CV curves showing the effect of interface trapped charge,
from [37].
Id = Coxµ
W
L
[(Vgs − Vt)Vds − 1
2
V 2ds] (2.5)
for the triode region, when VDS < VDS(sat), where
VDS(sat) = VGS − Vt (2.6)
For the saturation region, when VDS > VDS(sat), the drain current is given
by:
Id = Coxµ
W
2L
(Vgs − Vt)2 (2.7)
where Cox is the insulator capacitance, µ is the mobility of the carriers, W
is the width of the active area, L is the length of the device, Vgs is the Gate
voltage and Vt is the threshold voltage, which was described in Equation 2.3.
What is important to note here is that in the triode region, Id is proportional
to (VGS − Vt), whereas in the saturation region, it is proportional to [(VGS −
Vt)]
2. Another case to address is when VGS is less than the threshold voltage.
This is called the subthreshold region, and here the source-drain current is
given by:
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Id =
1
S
e(VGS−Vt) (2.8)
where S is the subthreshold slope, and has a physical minimum limit of 60
mV/decade.
The important characteristics of any MOSFET, particularly for biosensing
applications, include:
• On-current Ion: the max saturation current achieved
• Off-current Ioff : the current still passing from source to drain when
VGS << Vt
• Subthreshold slope, S
• Transconductance gm, which is the change in current due to change in
gate voltage above threshold:
gm =
∆Id
∆VGS
(2.9)
• Leakage current IG: the current passing through the gate oxide into
the gate electrode
• Repeatability of threshold voltage for many sweeps: this is directly
related to the noise of the device
• Threshold voltage spread over many devices
All of these characteristics need to be optimized, typically via various
fabrication steps, for both dry MOSFETs and for bioFETs.
2.4.2 Isoelectric Point
The isoelectric point (pI) is the point at which a molecule or surface has a
net charge of zero. In buffer solutions at a pH at the isoelectric point of a
molecule, the molecule carries zero net charge. As the pH is reduced, then
the molecule or surface will start to gain net positive charge — the further
away from the isoelectric point, the more net charge the molecule or surface
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will have. Similarily for pH values above the isoelectric point, net negative
charge will be added to the protein.
The mechanism for the changing charge of the molecule or surface is fairly
straightforward. All surfaces or molecules can have individual components
(amino acids for proteins, the phosphate backbone for DNA, or functional
groups on surfaces) that can experience protonation or deprotonation as a
function of the pH of the external environment. At high concentrations of H+
in solution (low pH), it will be favorable for H+ to be added to these compo-
nents, thereby increasing the net positive charge of the molecule. Each of the
individual components of the molecule can have a protonation/deprotonation
reaction with a certain pKa. The pI of a molecule then, is typically the mean
of all the pKas for the relvant charged domains on the molecule or surface.
This will be discussed in more detail in Section 2.4.4.
The isoelectric point and the pH of the buffer solution are important con-
siderations when dealing with FET biosensors which are purely charge based.
It is critical to know what charge and approximate magnitude of charge will
be present on the surface of the biosensor or intrinsic to the analyte being
targetted. Most commonly, the charge of proteins can be measured via cap-
illary electrophoresis experimentally [38], which is a very good experiment to
perform before attempting to work with any specific protein.
The pI for the DNA phosphate backbone is around 0, meaning that DNA
is almost always negatively charged in aqueous solutions. Silicon dioxide has
a pI of around 2-3, aluminum oxide around 8-9, and hafnium oxide around
7-7.5.
2.4.3 Capacitive Sensors
Simple capacitor structures can be used as sensors of biological molecules. In
these schemes, typically the top metal gate of a MOSCAP is replace by a fluid
gate and an ionic fluid that makes contact to the gate oxide. Capacitance
can then be measured from the fluid gate to the bulk, or capacitance-voltage
curves can be measured. As molecules bind to the surface of the gate oxide,
the surface potential (ψ0) changes, which will change the surface potential in
the silicon (ψs) and thus the carrier concentration in the silicon, which affects
the overall measured capacitance. This technique fails to take advantage of
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the transconductance and subthreshold gain of a MOSFET device.
Using such structures, the detection of DNA hybridization and of small
molecules has been demonstrated [39]. Polymerase chain reaction (PCR)
products have also been monitored in a label-free fashion [40], and this has
been integrated with a PCR chamber on the same chip [41]. 12-mer oligonu-
cleotides have been detected down to 2 nM with a planar device [39]. The
same scheme was also used for the detection of heparin, a blood coagulant
and its small molecule derivatives down to nM concentrations [42].
High-k dielectrics have been utilized in this scheme as well to increase the
response seen by the sensor. The charge induced in the silicon (and thus the
capacitance) is a linear function of the gate oxide capacitance. Bulk field-
effect transducers with a functionalized Al2O3 gate were shown to successfully
detect dopamine down to 70 µM and tyrosinase down to 0.25 enzyme units
[43]. The same device also was used to monitor the phosphorylation of a
peptide by casein kinase II with a detection limit of 1.5e-3 U/mL. Successful
regeneration of the surface could be achieved with the treatment of alkaline
phosphatase [44]. Another example of DNA hybridization down to 3 µM
was demonstrated with a similar sensor [45]. Hafnium oxide, which has a
gate dielectric of around 20-25, was shown as a gate dielectric for a similar
capacitive sensor for detection of streptavidin down to 48 µg/mL, which
corresponds to slightly less than 1 µM [46]. Sample CV curves showing the
shift due to the binding of streptavidin are shown in Figure 2.13.
Though capacitive sensors are good proofs of concept that the binding
of biomolecules can cause shifts in the surface potential in fluid that can
then induce changes in charge in the semiconductor, the sensitivity limits
are typically quite high. This is predominantly because such architectures
fail to take advantage of one of the most attractive characteristics of the FET
design, the high current gain as a function of applied gate voltage.
2.4.4 Ion-Sensitive-Field-Effect Sensors (ISFETs)
The first documented use of a field-effect device in fluid for sensing was
demonstrated by Bergveld in 1970 [47]. Since then, a plethora of research
articles, reviews, and products have spawned from the base technology. Per-
haps the most successful story has been the now widespread use of the tech-
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Figure 2.13: Shift due to the binding of streptavidin on CV curves on a
hafnium oxide capacitive sensor, from che10b
Figure 2.14: Schematics comparing an ISFET to a MOSFET, from [48].
nology for electrical pH sensors. The basic difference between an ISFET and
a MOSFET is demonstrated in Figure 2.14. An ISFET is essentially a MOS-
FET where the top metal gate is replaced by an ionic fluid and a reference
electrode. This leads to a few important differences that will be discussed in
this section.
Remarkably, nearly all of the equations discussed in Section 2.4.1 still hold.
All of the MOSCAP equations with the exception of the equations for thresh-
old voltage and flatband voltage are directly applicable for ISFETs. Equa-
tions 2.5 and 2.7 still hold without modification. The main difference between
the ISFET and MOSFET is quite intuitive: the metal gate in a MOSFET is
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Figure 2.15: Schematic showing the potential drops in an ISFET system.
replaced by a system consisting of the reference electrode in solution and the
fluid that connects the reference electrode to the gate dielectric. The main
difference then is a modification of the equation for flatband voltage:
VFB = φms − Qeff
Cox
(2.10)
where we are using the short form for convenience. For an ISFET, the φms
term is replaced by a few terms that describe the potential drops:
VFB = Eref + χ
sol − ψ0 − Qeff
Cox
(2.11)
These terms are illustrated in Figure 2.15. Eref is the reference potential
drop which is present for any electrode in solution, and which should be
independent of pH for a proper reference electrode. χsol is the surface dipole
potential of the solvent, and is very similar to the electron affinity of silicon
mentioned previously. ψ0 is the potential drop at the surface of the gate
dielectric as before. From Figure 2.15 and Equation 2.11, we can write the
equation for the threshold voltage of the ISFET:
Vt = Eref + χ
sol − ψ0 − Qeff
Cox
+ 2φf − Qs
Cox
(2.12)
Of all of these terms, the only term in theory that should be affected
by changes in pH or charge at the surface is the ψ0 term, a fluid surface
potential term which is a strong function of all the charge directly at the
gate dielectric surface. Any shifts in pH or addition of charge in solution,
then, will affect only ψ0, and a one-to-one relationship between shifts in ψ0
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and the threshold voltage from Equation 2.12 should be observed. In reality,
however, other terms in Equation 2.12 can also be dependent on solution pH
— most notably Eref can vary if the reference electrode is not perfect and
additional charge in the Qeff term can be added upon ion incorporation into
the gate dielectric from the fluid. Normal IdVd curves can be measured as
function of the applied reference voltage as well as the solution pH, which
serves directly as an adjustment of the surface potential of the device.
The sensitivity of the fluid surface potential to pH (and thus to the Vt of
the ISFET) can be shown to be modeled by:
∆ψ0 = −2.3αRT
F
∆pH (2.13)
with
α =
1
(2.3kT/q2)(Cs/βs) + 1
(2.14)
where R is the universal gas constant, T is the temperature in Kelvin, q is the
charge of an electron. βs is the surface buffer capacity, which is the ability
of the oxide surface to deliver or taken up protons given a change in pH at
the surface, and is given by [49]:
βs = −1
q
δσ0
δpHS
(2.15)
where σ0 is the surface charge per unit area and pHS is the local pH right at
the surface. Cs is the differential double-layer capacitance, or the ability of
the electrolyte solution to adjust the amount of stored charge as a result of
a small change in the electrostatic potential:
Cs = −δσDL
δψ0
=
δσ0
δψ0
(2.16)
where σDL is the charge in the fluid double layer. As can be seen from
Equation 2.14, α is a dimensionless parameter that has a maximum value of
1. For α=1, Equation 2.13 reduces to 2.3(RT/F )∆pH, which translates to
a maximum Nernstian pH sensitivity of 58.2 mV per pH at 20 ◦C. As can
be seen from Equation 2.14, an α value of 1 is achieved with higher surface
buffer capacities and lower differential double-layer capacitances. These are
properties of the surface - in the case of ISFETs, of the gate dielectric. The
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Figure 2.16: The response of four ISFETs with different gate dielectrics to
changes in pH, from [48].
pH responses for ISFETs with four different gate dielectrics are shown in
Figure 2.16. Tantalum oxide exhibits the best pH sensitivity, followed by
aluminum oxide, silicon nitride, and silicon oxide, again due to differences in
βs and Cs.
This theory is intended mostly for ISFET response to pH, but can be
altered to account for biomolecules that attach in solution. The situation
becomes more difficult because it is often times extremely difficult to judge
how close biomolecules can really approach the surface and thus how much
they will influence ψ0.
ISFETs for the detection of pH are extremely well established. Several
works have shown the repeatable detection of pH close to the Nernstian
limit [48,50–57]. Typically, the ISFET can be combined with sometimes com-
plex biasing circuits to integrate the signal processing electronics with the
sensor, taking full advantage of the integratability of the technology. Much
less work has been on biosensing of molecules [58–62], with sensitivites typi-
cally in the µM range. In one interesting work of note, the researchers used
a CMOS chip fabricated by a real foundry (Taiwan Semiconductor Manufac-
turing Company), etched back all of the excess metal and interlayer dielectric
layers, including the polysilicon gate, to expose the gate dielectric [63]. The
gate dielectric in this case was silicon dioxide, only a few nanometers thick.
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They showed detection of dopamine down to the fM range using a sophisti-
cated feedback circuit integrated with the ISFET that could bias the device
to maximize sensitivity and to measure threshold voltage as a function of
time. Much progress has also been demonstrated towards theoretical mod-
els of the ISFET response to pH [48, 49, 64]. Most of this theory is directly
translatable to Nanoscale bioFETs, and so is very important to understand
and apply correctly.
2.4.5 Extended Gate Field-Effect Sensors (EGFETs)
EGFETs are a subgroup of ISFETs that are essentially MOSFETs with either
a floating metal gate or a dielectric on top of the floating metal gate is the
sensing membrane [65, 66]. EGFETs offer the following possible advantages
over ISFETs:
• Protection of the gate dielectric from potentially harmful ionic solu-
tions, especially over time where ions from the solution can be incor-
porated in the gate dielectric.
• Ease of integration with VLSI CMOS circuits, where the gate is an
important step of the process that is very difficult to extricate in a
scalable fashion.
With these two advantages, work has been demonstrated showing the in-
creased stability of such extended gate devices over time as well as true
integration with many devices simultaneously detection pH changes or moel-
cular events as well as complex amplification and signal processing electron-
ics [67–71]. Sensitivities to pH changes are typically less than counterpart
ISFET devices (on the order of 40-50 mV/pH), most likely due to the exis-
tence of parasitic capacitances due to the lead length from extended gate to
the actual transistor channel [72]. Arrays of devices have been demonstrated
to be capable of monitoring extracellular potential changes of cells, taking
full advantage of the scalability of the technology [67]. EGFETs can also
enable the possibility of integration with geometries that are not typically
compatible with the FET. For example, the extended gate can be placed into
an etched microfluidic channel removed from the transistor itself [73]. Using
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Figure 2.17: Schematic demonstrating the cross section for one EGFET
device from the Ion Torrent chip, from [13].
such a structure, biotin-streptavidin binding has been detected via a change
in dielectric constant [73].
The most prominent demonstration of the use of EGFETs has been Ion
Torren’s work in Nature in 2012, an example of a next generation sequencing
instrument that uses the FET technology [13]. Their technology shows true
integration of millions of CMOS devices on the same chip for use in sequenc-
ing, a real world demonstration that the FET technology can find direct
use in a biomedical application. Briefly, their technology uses extended gate
field-effect transistor devices with a Ta2O5 sensing membrane layer for the
detection of shifts in pH (Figure 2.17). PCR beads containing DNA tem-
plate molecules and DNA polymerase are introduced into wells above each
device containing shjort strands of DNA to be sequenced. One by one, the
four dNTPs are introduced to the well. If the dNTP flown in matches the
next base pair to be copied in the DNA strand, the polymerase binds to the
DNA, initiates a copy, and protons are released into the solution. This lowers
the overall pH of the solution, which modulates the source-drain current as
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described in Section 2.4, allowing for detection of the binding event. From
this, the strand can be sequenced base by base. In their 2011 Nature paper,
Ion Torrent demonstrated the full sequencing of Gordon Moore’s DNA with
10.6 fold coverage. This sequencing effort was compared to a gold standard
using the ABI SOLiD sequencing, and was found to be over 99.95% accurate.
2.4.6 Nanoscale Field-Effect Sensors
Nanoscale field-effect sensors are simply ISFET sensors that have been scaled
down to the nanoscale. By virture of reducing the size of the devices to orders
of magnitude close to the molecules to be detected, sensitivity limits can be
vastly improved, with the possibility of eventual single molecule detection.
ISFETs have been around for nearly four decades by the time of this work.
In the last 11 years, renewed interest has been kindled in the FET sensing
area, sparked by a landmark Science publication in 2001 [74]. In this work,
silicon nanowires 20 nm in diameter were grown using a bottom-up approach
using vapor-liquid-solid (VLS) growth, which uses nanoscale metal particles
as catalysts on a semiconductor substrate to grow the nanowires. Such an
approach is deemed “bottom-up” since the nanowires are grown and indi-
vidually flow aligned instead of being defined via lithography or some other
top-down technique. Bottom-up approaches are notoriously difficult to scale
to mass manufacturing. In this work, the silicon nanowires were flow aligned
to an oxidized silicon substrate and contacted on either end with metal leads
to form the source and drain contacts. By functionalizing the silicon dioxide
gate dielectric with aminopropyltriethoxysilane (APTES), they were able to
demonstrate linear response to changes in pH over values from 2-9 by mea-
suring the conductance of the device with an AC measurement technique.
Such a technique applies a small AC voltage on top of a DC bias to the
drain of the device, and measures the resulting impedance/conductance of
the device using a lock-in amplifier. This conductance changes upon binding
of surface charge to the device, indicating a change in pH or binding event.
The devices were then functionalized with biotin and used for the detec-
tion of streptavidin down to 25 pM. These results are illustrated in Figure
2.18. It is important to note here that after the introduction of streptavidin,
the measured conductance increases and stabilizes even after washing with
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a pure buffer solution in a subsequent step. This work demonstrated the
first nanoscale biological detection of molecules as a proof of concept. The
lower limit of sensitivity is comparable to or even slightly worse than what
is possible with ELISA today. It is difficult to evaluate the real limit to their
detection, however, because of a lack of discussion of the noise they expe-
rienced with the devices, making it impossible to determine their signal to
noise ratio for both pH detection and for molecular detection.
Scott Manalis’s group at MIT published in 2002, showing DNA detection
down to 2 nM with an electrolyte-insulator-semiconductor (EIS) structure
which was essentially a capacitive structure like that discussed in Section
2.4.3 with a multi-layer poly-L-lysine/DNA structures, where repeated ex-
posure to PLL/DNA layers was repeated while the surface potential was
being monitored via capacitive measurements with a Ag/AgCl fluid elec-
trode [39]. They showed detection of a DNA strand matched to the probe on
the surface as well as lack of signal for a mismatch. It is important to note
that using the PLL attachment strategy for the DNA, it is expected that the
DNA phosphate backbone will lie horizontally on the surface, allowing most
of the charge to be in close contact to the channel of the device.
Charles Lieber’s group at Harvard published the detection of single-stranded
DNA in NanoLetters in 2004 with a similar device architecture, demonstrat-
ing detection down to 10 fM [45]. Peptide nucleic acid (PNA) molecules
were used as the probe molecules on the SiO2 surface for higher affinity to
the single stranded DNA. Their first concentration versus response curve is
shown in Figure 2.19 for two different nanowire devices.
Lieber’s group also published the detection of single viruses in PNAS in
2004. By functionalizing their SiNW devices with antibodies complementary
to influenza type A virus, they were able to image in real time as fluorescently
modified virus particles passed their sensors while simultaneously observing
changes in conductance (Figure 2.20) [75]. Responses as high as 20-40 nS
were observed for single virus particles in a solution of concentration 100
virus particles/µL of solution. As the virus particles left the vicinity of the
devices, they observed a return of the original conductance value.
Williams’s group at Hewlett-Packard Laboratories demonstrated the first
top-down fabrication of nanowire structures on silicon-on-insulator (SOI)
wafers in 2004 [76]. The top silicon was patterned via e-beam lithography
followed by reactive-ion-etching (RIE). The devices were 50 nm wide, 60 nm
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Figure 2.18: The response of biotin-functionalized silicon nanowire devices
to streptavidin. A: Schematic of the binding of streptavidin to a nanowire.
B: Conductance versus time where region 1 is a buffer solution, region 2 is
the addition of 250 nM streptavidin, and region 3 is a buffer wash. C:
Conductance versus time for an unmodified FET showing no response to
streptavidin. D: Conductance versus time for a biotin-modified FET, but to
streptavidin pre-blocked with biotin. E: Conductance versus time for 25 pM
streptavidin. From [74].
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Figure 2.19: Detection of single stranded DNA. A: Conductance versus
time when exposed to (1) 100 fM, (2) 30 fM, (3) 10 fM, and (4) 1 fM of
single stranded DNA. B: Conductance change versus concentration for the
four different concentrations, with 2 different devices (square and circle).
From [45].
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Figure 2.20: Detection of single virus particles. Top: Conductance versus
time as virus particles pass by the sensors. Bottom: Merged bright field
and fluorescence pictures of the virus particles as they pass by the wire,
showing that the change in conductance corresponds to proximity of the
virus to the wires. From [75].
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high, and 20 µm long, with 3 nm thick silicon dioxide as a gate dielectric.
Using a vapor deposited silane layer, they linked probe DNA to the surface
and introduced complementary DNA while monitoring the conductance of
their wires. Detection as low as 25 pM DNA solution was demonstrated.
In 2006, Lieber’s group demonstrated the multiplexed detection of three
cancer biomarker proteins: PSA-α1-antichymotrypsin (down to 2 fM), carci-
noembryonic antigen (down to 0.55 fM) and mucin-1 (down to 0.49 fM) [77].
Nanowire devices were both p and n-type on the same chip, and were func-
tionalized with an aldehyde propyltrimethoxysilane layer. The aldehyde
group was then coupled to antibodies with high affinity for the target protein
of interest by spotting the different antibodies on the same chip on different
nanowire devices. They were able to flow solutions containing just one pro-
tein one by one, and saw responses only to the devices functionalized with
the relevant antibody, with very little changes in conductance for the mis-
matched proteins. Even further, they were able to detect 0.9 pg/mL of PSA
spiked in donkey serum without any purification steps, and even the PSA
from unpurified human serum. These results are illustrated in Figure 2.21.
Interestingly, the conductance signals after wash steps returned to the same
baseline value, which is puzzling if the proteins are indeed covalently binding
to the surface.
In 2007, Mark Reed’s group at Yale University demonstrated the first
comprehensive results with a top down, CMOS compatible fabrication pro-
cess [79]. They used silicon-on-insulator (SOI) wafers, defined their nanowire
sensors with e-beam lithography, and etched the silicon patterns in the top
silicon with an anisotropic wet etchant, tetra-methyl-ammonium-hydroxide
(TMAH). This resulted in nanowires that were 50 nm in width and 25 nm in
thickness. The devices employed native silicon dioxide as their gate dielec-
tric, but were shown to have very limited lifetimes in fluidic environments and
low stability levels. Using an open PDMS well in contrast to the microflu-
idics of the Lieber group, they used two tubes (one input and one output)
to exchange all fluids. The devices exhibited stepwise pH resolution as they
could change the pH in real time and monitor the source-drain current. Us-
ing these top down devices, they demonstrated the detection of streptavidin
down to 10 fM, and showed negative controls of quenced streptavidin that
did not bind to their biotin functionalized surface. Streptavidin binding was
additionally confirmed via fluorescence images. Finally, they demonstrated
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Figure 2.21: Multiplexed sensing of proteins. a - Schematic showing
different antibodies on different devices. b - Conductance versus time for
the introduction of PSA, CEA, and mucin-1 sequentially over three
different devices functionalized with three different antibodies. c - Donkey
serum containing PSA. d - Donkey serum spiked with 90 pg/mL of PSA. e -
human serum containing PSA. From [78].
detection of mouse immunoglobulin G (IgG) and mouse immunoglobulin A
(IgA) by functionalizing their devices with probe molecules (goat anti-mouse
IgG and goat anti-mouse IgA). They were able to detect these large proteins
down to 100 fM, by monitoring the source-drain current in real time as the
solution was introduced to the chip. They showed the cross talk between
these two proteins, and observed a signal only when the matched proteins
were introduced to the substrate. PEG also provided another negative con-
trol, yielding no change in current. An SEM image of one of their devices
and the protein detection results can be seen in Figure 2.22.
In 2010, Reed’s group used their platform for detection of important anti-
bodies from whole blood [80]. In their approach, they separated the sensing
platform from the blood by use of a separate microfluidic purification chip.
This chip has been functionalized with antibodies complementary to the pro-
teins of input before the introduction of blood. The blood is inputted into this
chip, allowed to settle to capture the relevant proteins out of solution, then is
washed thoroughly to rinse out all the rest of the non-specific entities in the
blood. The photoliable bonds connecting the proteins to be detected are then
cleaved with UV irradiation, and the free proteins are then flown over the
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Figure 2.22: Top - Top view of a top-down CMOS compatible nanowire for
biosensing. Bottom, a: Detection of 100 fM mouse-IgG (red), very little
response to 100 fM mouse-IgA (blue), and no response to PEG (black) with
a anti-mouse-IgG probe. b: The same three molecules introduced to a
substrate functionalized with anti-mouse-IgA probe instead. From [79].
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Figure 2.23: a - The two platforms without introduction of fluid. The larger
platform contains antibodies to capture the proteins of interest. b - Blood
containing the proteins of interest is introduced to the microfluidic
purification chip, allowing the proteins to bind to their antibodies. c - After
the proteins have bound, a low ionic strength buffer is used to wash, and
UV light is introduced to cleave the proteins from the surface. d - The
resultant solution, containing the relevant proteins are then flown over the
nanowire FET sensors. From [80].
sensor chip in a low ionic concentration buffer suitable for sensing. This pro-
cess is illustrated in Figure 2.23. Using this methodology, they were able to
introduce blood containing both of the proteins they detected, prostate spe-
cific antigen (PSA) and carbohydrate antigen 15.3 (CA15.3) simultaneously,
to devices functionalized with anti-PSA (Figure 2.24a), anti-CA15.3(Figure
2.24b). No cross talk between devices was seen, and the unspiked blood
samples showed no response. Detection limits were down to 2.0 ng/mL for
PSA, and 15 U/mL for CA15.3. This was the first and, to this date, only
demonstration of using nanowire FET biosensors for detection of relevant
proteins from bodily fluid.
Van der Berg’s group at the University of Twente in the Netherlands pub-
lished a very thorough work demonstrated the pH characterization of high-k
dielectric Al2O3 devices in 2011 [81]. They described a very detailed site
binding model which explained the relations between the bulk pH of the
solution, the local pH experienced at the surface, and the surface potential
response on their nanowire devices. Their devices were fabricated with a
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Figure 2.24: a - Introduction of 2.5 ng/mL PSA and 30 U/mL CA15.3
spiked blood and unspiked blood to sensor functionalized with anti-PSA. b
The same blood samples introduced to a sensor functionalized with
anti-CA15.3. From [80].
top-down approach similar to Reed’s with e-beam lithography formation of
the nanowires, but used an ALD aluminum oxide layer (20 nm thick) as
the gate dielectric. The model described was very similar to the that first
demonstrated by Bergveld’s group in 1996 [49], and indeed originated from
the same University. They compared their aluminum oxide devices to com-
parable traditional silicon dioxide devices, and showed improved sensitivity
(57.8 mV/pH for Al2O3 vs. 45 mV/pH for SiO2). They were able to use
their model to also back out important factors such as buffer capacity and
differential capacitance, which were discussed in Section 2.4.4.
Much other work has been published in the field, making it difficult to
cover all important work in detail. Briefly, work utilizing CMOS compatible
fabrication technique nanowires was shown to be selective [82] and sensitive
of DNA hybridization down to 10 fM of concentration (for a hybridization
time of 60 minutes). The method of surface functionalization and the probe
used for detection play an important role, and recently organophosphonate
based functionalization of PNA was used for the detection of DNA using
top-down fabricated nanowire devices [83].
Besides the one-dimensional silicon structure, biomolecule detection has
also been demonstrated using silicon-on-insulator (SOI) structures. There
have also been reports of creating larger scale silicon-on-insulator (SOI) de-
vices [84–86]. For example the adsorption of multilayers were detected by
monitoring the conductance of SOI resistor structures [87]. SOI field-effect
structures have also been incorporated with etched microfluidic channels for
micro total analysis systems as an effort to demonstrate the integration capa-
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bility on a common platform [88]. Recently such devices were demonstrated
to detect the binding of biotin/streptavidin down to pM concentrations [89],
approaching that demonstrated with silicon nanowires.
In summary, a plethora of work has shown detection of various molecules
and processes, including DNA [39, 45, 76, 90–92], miRNA [93], PNA [94],
cancer biomarkers [77, 79, 95–97], viruses [75], neuronal signals [98], and
cell response to various stimuli [99, 100]. In addition, a host of parameters
have been varied and examined including top down [79, 92, 96, 97, 100–104]
or bottoms up fabrication [45, 74, 75, 77, 95, 98], AC [39, 45, 74–77, 98] ver-
sus DC [79, 91–93, 96, 97, 100–102, 104] measurement schemes, use of a fluid
gate [91,101,102,105,106] or lack thereof [39,45,74–77,79,96,98,100,104,107],
use of a backgate [79, 89, 92, 100–102, 104, 105, 107, 108], the operation of de-
vices in accumulation [45, 74, 75, 77, 79, 98, 100, 106, 107] or inversion [104]
mode, etc. Focused efforts have been made to determine the effect of the
ionic strength of the buffer [91, 107], the effect of charge distance from the
surface [92], the effect of biasing voltages [105, 106], and the effect of device
width [104].
2.4.7 Theoretical Considerations
The high sensitivity achieved with such one-dimensional sensors is usually
attributed to improved electrostatics owing to the high surface to volume
ratio of the sensors. Also, such nanowire sensors have the potential to act
as an electronic hose, in which depletion of only a segment of the wire will
result in a dramatic decrease of total current through the wire.
Experimental demonstration of the capability of such one-dimensional sen-
sors was the first step towards realizing ultra-sensitive real-time, label free
sensors which could be multiplexed and densely integrated to yield a cost ef-
fective bio-molecule monitoring platform. However, an adequate theoretical
framework to explain these results has been lacking, hindering the further
development and optimization for the wide range applications of this tech-
nology.
Nair and Alam previously tackled this problem of providing device design
guidelines by considering the electrostatics of the system [109]. They have
also explained the increased sensitivity observed with the nano-biosensors by
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considering the diffusion-capture kinetics of the target molecules [110], which
showed geometry dependent properties - diffusion of the target molecules to
the device is enhanced as the dimensionality of the active area decreases. In
a more recent work [111] they combine these two approaches to provide a
coherent theoretical framework and explain some of the puzzling properties
seen with the nano-biosensors. Importantly, the model accurately predicts
the logarithmic dependence of device response on the target molecule concen-
tration. The simplified analytical solutions provide important insight into the
steady state and transient sensor response dependence on parameters such
as analyte concentration, buffer ionic concentration, and pH. The model can
easily be modified and expanded for the modeling and optimization of more
complex situations, which will allow the accurate prediction of sensor perfor-
mance and further optimization of nano-biosensors for novel applications.
Specifically, the dimensionality of the system plays an important role in
the dynamic response of the sensor and for lower dimensional systems the
diffusion-capture considerations stipulate a higher density of molecules on
the surface for transient conditions [111]:
N(t) ∼ kρ0t(1/DF ) (2.17)
where N is the time dependent density of the conjugated molecules (bound
targets) on the surface, k is a geometry dependent constant, ρ0 is the target
concentration in the solution and DF is the fractal dimensionality of the
system.
The response may not correspond to the expected net charge of the analyte
if the molecule binds in a directed way, as is shown with the electrostatic
binding of BSA on the oxide surface [112]. The positive residues end up
pointing in the negatively charged oxides surface, hence an increase in the
surface potential is registered instead of the decrease that might be expected
considering the net charge of the molecule.
One potential limitation of field-effect sensors is the electrolyte that can be
used. Due to the fact that the fundamental mechanism of detection involves
surface charge sensing, the counter ions in the solution will screen the surface
and make the device less sensitive. It is not possible to sense charge separated
from the surface by approximately the Debye length, which is given by [111]:
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κ−1 =
√
0rkT
2q2I0NA
(2.18)
where  is the permittivity of free space, r is the relative dielectric constant
of the buffer, k is the Boltzmann’s constant, T is the temperature, q is
the elementary charge, I0 is the ionic concentration, and NA is Avagadro’s
constant. Thus, the sensitivity of the devices degrade with the increased
ionic strength of the buffer. Screening limits the detectable distance of the
analyte from the sensor surface [92] because the amount of charge mirrored
in the active area will decrease with increasing separation. One proposal to
use the counter-ions to the advantage of sensing is to design the system to
utilize the redistribution in the counter ion concentration [113, 114] to sense
the hybridization of DNA.
Some questions still exist as to how several of the biosensing results, specif-
ically for the very low concentrations of molecules down to fM concentrations,
can exhibit such sensitive detection results in such small time scales, on the
order of a few minutes [115]. Simulation work has been completed to examine
the diffusion kinetics of capture based detection, with the general conclusion
that without enhanced transport of the molecules to the surface, hours or
even days should typically be needed for such sensitive detection. This is an
area still not clear in the literature that needs further exploration.
2.5 What is Needed?
From a clinical cancer based perspective, there is a great need for a device
that can:
• Screen for a wide variety of relevant biomolecules, including certain
genes (DNA sequences), RNA sequences, microRNA sequences, cancer
biomarkers and other proteins relevant to cancer pathways, simultane-
ously
• Yield results, including data analysis, in a week or less
• Cost significantly less than $1000 per test
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If such a device were to be created, it would find immediate use in cancer
clinics across the United States and Europe for personalized medicine and for
the evaluation of the efficacy of cancer treatments. For the FET biosensor
technology to reach such a goal, several challenges need to be overcome,
including but not limited to:
• Extending device lifetimes in fluid. This is one parameter that is often
glossed over in the literature, but it is well known in the field to be a
significant problem.
• Increase the repeatability and reliability of devices. Results are typi-
cally from only a few devices and sometimes are not fully representative
of most devices fabricated. Device to device variation can be very large,
which makes scaling very difficult.
• Reasonable methods for converting body fluids in high ionic strength
environments with a wide variety of different biological species into
cleaner buffer solutions with the analytes to be sensed.
• Reduction of false positives and negatives from all of the non-specific
entities present in bodily fluids.
• Demonstration of reasonable dynamic ranges for concentrations for the
analytes that are known to be clinically relevant for cancer.
The rest of this dissertation will focus on steps towards these goals.
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CHAPTER 3
FABRICATION AND ELECTRICAL
TESTING OF SIO2 DEVICES
3.1 Introduction
This chapter will describe the baseline fabrication process used for the rest of
the dissertation and will discuss various electrical setups used for measuring
device characteristics.
The first few iterations of the devices used silicon dioxide as the gate di-
electric. SiO2 is the most commonly used gate dielectric in silicon FETs, due
to ease of formation and great dielectric properties. Schematics demonstrat-
ing the important final cross sections are shown in Figures 3.1 and 3.2 for
three nanowire devices. Section 3.2 will describe the fabrication process in
detail. Processes in subsequent chapters will build off this baseline process
with various improvements and optimizations.
3.2 SiO2 Device Fabrication
The baseline process included the following steps, which will be described in
more detail later in this section:
• 8" bonded SOI wafers (SOITECH) doped p-type at 1015/cm2 with BOX
thickness of 145 nm and superficial silicon thickness of 55 nm were laser
cut into 4 wafers by Ultrasil Corp.
• Wafers were oxidized for 11 minutes at 1000 ◦C to grow 30 nm of oxide
and were placed into buffered oxide etch (BOE) to thin down the top
silicon to around 350 A˚.
• A double layer resist strategy was used with 100 nm/95 nm of LOR
1A/PMMA to define the smaller patterns (the 50 nm nanowires and
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Figure 3.1: Final cross sections through a horizontal cut through three
nanowire devices.
Figure 3.2: Final cross sections through a vertical cut through three
nanowire devices showing the channel, and source and drain electrodes.
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connections) using electron beam lithography, with dosages varying
from 1700 µC/cm2 to 2000 µC/cm2 for the different designed patterns.
The wafers were then placed into 60% CD-26 developed diluted with
water for 1 minute to create an underetch profile to assist liftoff. 250
A˚ of chrome was then evaporated, followed by immersion in Remover
PG for 1 hour at 70 ◦C for liftoff.
• Optical lithography was performed with a double layer resist of LOR
3A/Shipley 1805 to define larger silicon features, such as the nanoplates
and mesas to connect to metal interconnects. 250 A˚ of chrome was then
evaporated, followed by immersion in Remover PG for 1 hour at 70 ◦C
for liftoff to complete the full chrome hard mask used to define the
active silicon.
• The wafer was placed into a brief BOE dip to remove native oxide,
then was placed into 60 ◦C TMAH for 1 min, 20 seconds to transfer
the pattern from the chrome hard mask to the active silicon layer.
• The chrome hard mask was then etched off using CR-14, a wet chrome
etchant. Visual and AFM characterization was performed to determine
the yield and thickness of the devices.
• Wafers were then dry oxidized for 6 minutes at 1000 ◦C to form an
implant slow down layer.
• Optical lithography was then employed to form a photoresist mask for
doping implantation of the source/drain regions of the devices. Wafers
were doped with boron at 10 KeV at a dose of 1014 cm−2 and a tilt of
7◦.
• At this point, the gate dielectric was formed. The wafers were dry
oxidized for 3 minutes at 1000 ◦C to form a gate oxide of around 150
A˚. This also served as a dopant activation step.
• Wafers were then subjected to a forming gas anneal to remove interfa-
cial traps at 500 ◦C for 10 minutes in 5% H2 in nitrogen.
• Next, vias were formed in the silicon mesas with optical lithography
and subsequent BOE etch to make solid, crack-free connection between
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metal interconnects and the silicon layers. AFM was performed over
these regions to determine the silicon thickness (around 220 A˚) and the
gate dielectric thickness (around 150 A˚).
• 250 A˚ of titanium followed by 750 A˚ of platinum were then evaporated
and lifted off over a double layer resist of LOR 3A/Shipley 1805 to
pattern the metal traces.
• A rapid thermal anneal was then performed at 550 ◦C for 2 minutes in a
N2 environment. This is a key step to ensure that the devices have good
contact resistance, which translates into healthy source-drain currents
dominated by the resistance of the channel instead of the resistance of
the source-drain contacts.
• After electrical testing to determine the yield of the devices at this
step, 4500 A˚ of PECVD silicon nitride was deposited using a mixed
frequency recipe for use as an insulation layer.
• Holes were then opened over the pads of the device using a Freon RIE
etch, and a thick (2000 A˚ of titanium followed by 8000 A˚ of gold) metal
layer was deposited and lifted off using the same mask to form the thick
gold pads for wire bonding
• Optical lithography was then used to open holes directly over the pads
on the external part of the chips. The silicon nitride was etched using
a dry CF4 RIE etch (90 W, 36 mtorr, 15 minutes). A thick pad layer
was then evaporated and lifted off for wire bonding (2000 A˚/8000 A˚ of
Ti/Au).
• Wafers were then diced into 4 mm x 9.5 mm pieces.
• Next, etchback windows were opened directly over the active regions
of the devices using optical lithography. Devices were etched on a die
by die basis (CF4 RIE, 90 W, 36 mtorr, time varied) with constant
visual inspection to ensure that the etch stopped on the top oxide gate
dielectric.
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Figure 3.3: Die mask file for the silicon dioxide devices
3.2.1 Mask Design
The die level mask is shown in Figure 3.3. Dies were 4 mm x 9.5 mm in size,
and contain four modules of nanowires with five devices per module as well
as eight nanoplate devices. SEM images of the different designs are shown
in Figure 3.4. Designs included:
• Five 50 nm wide nanowires separated by 200 nm (upper left).
• Five 50 nm wide nanowires, separated by 200 nm, 400 nm, 800 nm,
and 2 µm (upper right).
• Four devices, with widths of 50 nm, 200 nm, 400 nm, and 1 µm, sepa-
rated by 200 nm, 400 nm, and 1 µm (lower left).
• Nanoplate devices with widths of 2 µm, separated by microns (lower
right).
3.2.2 Nanowire Definition
The first and most important step of the fabrication process was the for-
mation of the active silicon layer that serves as the conduction channel for
the device. Most specifically, for the devices with widths smaller than the
lithographical limit, electron beam lithography was required for definition.
However, because a light field mask is required to define the devices, we had
two options: either the use of a negative e-beam resist for wire definition, or
the development of a metal liftoff process that could serve as a hard mask
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Figure 3.4: SEM images of the different available devices with different
widths.
for etching of the silicon to form the wires. We chose to go with the latter
process, due to the difficulty and expense of procuring a negative e-beam
resist. A schematic showing the strategy for formation of the wires is shown
in Figure 3.5. Initial efforts to perform the liftoff with a single layer resist
(positive tone PMMA), however, proved to be unfruitful, most likely due
to chrome residue that interfered with the liftoff procedure (Figure 3.6). A
double layer approach was chosen to solve this problem, using a thin liftoff
resist (LOR 1A, 300 nm) followed by the standard positive e-beam resist
layer. After optimization of the exposure energy to form the 50 nm lines that
we wanted, we were able to form the chrome hard mask for wire definition
(Figure 3.7).
After the nanowire chrome hard mask was formed, a lithography step
was performed to define the additional chrome hard mask to form larger
silicon features (silicon mesas) that are too large to be formed by e-beam
lithography. These include the silicon plate structures and larger mesas that
interconnect to the edges of the wires formed by e-beam. We used a double-
layer resist strategy (LOR3A/Shipley 1805) for ease of liftoff, followed by 250
A˚ of chrome to form the full hard mask.
After the hard mask was fully formed, including both nanoscale and mi-
croscale structures, the pattern needed to be transferred from the hard
chrome mask to the underlying silicon. Previous iterations employed a dry
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Figure 3.5: Schematic showing the method for formation of the nanowires.
Figure 3.6: Top and cross sectional SEM images showing issues with
defining the Cr hard mask for the nanowires.
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Figure 3.7: Optimization of e-beam dosage for the formation of the
nanowires.
reactive ion etch at this step to form the silicon structures, but we observed
electrical damage which caused device degradation, consistent with litera-
ture [116]. We instead opted to use a TMAH etch at elevated temperatures,
which etches preferentially along the 111 planes, resulting in a trapezoidal
shaped device as will be seen in the cross sections. The etching time was care-
fully optimized to ensure that minimal undercut of the chrome mask occured
to preserve the expected widths for the devices. SEM top view images and
cross sections of the wires and plates are shown in Figure 3.8. The smallest
nanowire width was typically around 50 nm, while plates were 2 µm.
3.2.3 Ion Implantation for Doping
Ion implantation is a commonly used process for doping of semiconductors
where ions of a material are accelerated in an electric field and impacted into
the surface of the semiconductor. It was chosen for ease of use and repeata-
bility. Important parameters to optimize include dose energy, tilt, and the
thickness of a slowdown layer over the silicon to be doped. TSUPREM, a
semiconductor manufacturing software available from NanoHUB from Pur-
due, was used to simulate appropriate conditions for doping. We found that
over 1019/cm2 doping density could be achieved with 10 keV with a SiO2
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Figure 3.8: Schematic illustrating the fabrication process, SEM top views
(b), and SEM cross sections (c,d) of the devices.
slowdown layer 75 A˚ thick. The results from the simulation for these con-
ditions showing the doping density versus distance from the surface in µms
is shown in Figure 3.9. The presence and thickness of the slowdown layer
is a very important parameter because without such a layer, ions typically
would penetrate all the way through the extremely thin silicon layer, and
implant into the buried oxide. Achieving doping levels in the source/drain
regions of the sensors higher than 1019 was extremely important to achieve
as low series and contact resistances as possible so that device performance
was dominated by the resistance of the undoped silicon channel.
3.2.4 Formation of Vias
In previous iterations of the devices, the gate oxide over the source-drain
mesas was fully etched away prior to the deposition of the metal source-
drain leads that connected the source/drain mesas to exterior pads on the
chip for probing. A wet dilute buffered oxide etch was used for this oxide
removal. After testing of devices in fluid, however, it became clear that this
led to undercutting issues of underlying buried oxide used for isolation of
the devices from the back substrate. To resolve this issue, we introduced
another mask for opening of via holes over the source and drain of the silicon
mesas as shown in Figure 3.10. This also allowed us to acquire AFM images
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Figure 3.9: Doping simulation showing the final concentration of dopants
versus distance from the surface using TSUPREM from nanoHUB at
Purdue.
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Figure 3.10: AFM images and software allowing for the extraction of
important thicknesses after the formation and etching of vias.
of the device at the step, yielding important information about the exact
thicknesses of the active silicon layer and the gate dielectric. The silicon was
found to be approximately 220 A˚ thick, and the silicon dioxide to be 150 A˚.
3.2.5 Source/Drain Metal Contacts
Initially, gold was chosen for source and drain metal leads due to high se-
lectivity for various etches, and because the thick pads for wire bonding are
typically gold due to its malleable nature. However, we observed debilitating
adhesion issues of the PECVD nitride passivation layer to gold metal traces,
as can be seen from the cross sectional SEM in Figure 3.11. Approximately
250/750 A˚ of Ti/Pt was deposited instead, which resolved the adhesion is-
sues.
A critical step after the patterning of the metal traces was the formation
of an ohmic contact between the metal and the underlying doped silicon
source/drain. The overall resistance for a measured device is a sum of all the
series resistances:
Rtotal = Rlead +RC(drain) +Rdevice +RC(source) +Rlead (3.1)
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Figure 3.11: Cross sectional SEM image showing lack of adhesion between
the passivation PECVD oxynitride and a Ti/Au metal layer.
If either of the RC terms is on the same order of magnitude as Rdevice,
then the overall resistance will be dominated by the contact instead of the
carriers in the device. The contact resistance is of course independent of any
events in fluid, and so device signal-to-noise ratio will suffer significantlly
if the contact resistance is not lowered [117]. It is of utmost performance,
then, to: a - ensure that the metal-semiconductor junction is ohmic instead
of rectifying and b - to make sure that the resistance of this junction is as
low as possible, preferably at least two orders of magnitude lower than the
device resistance.
The contact resistance for a metal contact on a semiconductor is a strong
function of one of two characteristics: the work function difference between
the metal and semiconductor or the surface properties of the semiconductor.
If a large density of surface states is present at the semiconductor surface,
then the Fermi level is pinned by the surface states and the barrier height
is determined by the surface properties of the semiconductor. In the ab-
scence of these surface states, the barrier height is determined mainly by
the metal-semiconductor work function difference. Silicon has behavior in
between these two extremes, and so for this work the specific contact resis-
tance is a strong function of both the work function difference and the doping
concentration of the silicon at the surface.
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Figure 3.12: Contact resistance as a function of doping and work function
of silicon, from [118].
The Schottky barrier height for Ti-Silicon is around 0.6 eV [118]. This
value is quite low, and so the contact resistance is mostly dominated by the
doping level of the silicon. Figures 3.12 and 3.13 illustrate the dependence
of contact resistance on doping of silicon and work function. The doping
levels here are concentration of activated dopants, which is the reason for
the high temperature oxidation step after doping (in addition to forming the
gate oxide). The solubility of dopants in silicon increases with temperature,
and typically wafers are brought to above 1000 ◦C for this reason.
Titanium silicide needs to be formed at the titanium/silicon junction to
convert the metal-semiconductor junction from rectifying to ohmic. Non-
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Figure 3.13: Contact resistance as a function of doping in silicon, from [118].
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Figure 3.14: Drain current versus backgate voltage for a nanoplate device
before a rapid thermal anneal for ohmic contact formation, after the RTA,
and after the PECVD passivation layer has been deposited over the devices.
ohmic behavior can kill device behavior, as can be seen in Figure 3.14, which
shows transfer characteristics for a nanoplate device before and after the
formation of an ohmic contact. In the microelectronics industry, silicides
are commonly formed via increasing temperature, allowing diffusion of the
silicon into the metal. However, for thin films it can be a challenging task
to form the silicide without fully consuming the silicon. For our devices, the
silicidation had to be rapidly controlled with a rapid thermal anneal for a
very specific amount of time. To determine this sensitive recipe, a wafer was
sacrificed and diced into many small pieces after the metal deposition step.
These pieces were used to optimize the recipe for the lowest resulting contact
resistance, and this recipe was used for the real wafers.
Each die contained a test structure used to measure contact resistance,
which is shown in Figure 3.15. The bar shown in the figure is fully doped, so
that the total resistance is given by Equation 3.1, where Rdevice is a simple
resistance of the doped bar. Since the spacing from A to B, B to C, and C
to D are equal, the resistance values for A to B, A to C, and A to D can
be plotted on the same plot. When a linear fit is performed to this data,
the intercept at Unit Resistor = 0 yields a value that is twice the contact
resistance. Using this technique, the recipe for the rapid thermal anneal was
60
Figure 3.15: a - The test structure used to extract contact resistance. b - A
sample plot showing how contact resistance could be extracted.
determined. The spread across the machine used was 5-10 ◦C across a 4"
wafer, a disparity enough to increase the contact resistance by one order of
magnitude. Contact resistance as a function of anneal temperature is shown
in Figure 3.16. Though the optimal temperature was found to be 570 ◦C,
550 ◦C was chosen due to an observed increase in flexibility around that
temperature range.
3.2.6 Etchback of the Passivation Layer
The passivation layer used was a 4500 A˚ thick PECVD oxynitride that was
found to have good adhesion to the surface and low leakage in fluid. Leakage
in fluid was characterized by patterning metal leads on an oxidized substrate,
deposition of the oxynitride, and measurement of leakage paths in fluid. After
deposition of the oxynitride, holes directly over the devices needed to be
etched in order to expose the devices to the fluidic environment for sensing.
Wafers were patterned with the photoresist mask for etching back the
windows over devices, then were diced into 4x9.5 mm pieces. Each of these
pieces with the photoresist mask still intact were invidually used during the
etchback process. Initially, a wet process with buffered oxide etch (BOE) was
preferred due to the ease of use and lack of damage to the devices. However,
this resulted in large leakage currents in fluidic environments. The cause
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Figure 3.16: Dependence on extracted contact resistance versus RTA
temperature.
for this is illustrated in Figure 3.17. Parts a and b show images of a device
which have not yet been etched and the regions where the PECVD film
growth fronts meet at. Figure 3.17c shows a device which has been etched
to thin down the dielectric layer over the active area. Premature etching of
the dielectric at the device edges indicates that the echant had reached those
locations well before the intended time. Further study of the prematurely
etched region revealed that the etchant was attacking the buried film from an
epicenter equidistant from the etched edges. These observations indicate that
the wet etchant had traveled through the voids to cause premature etching of
the buried oxide layer. These voids are seen by the etchant only after some
of the top layer on the dielectric has been etched as indicated by the amount
of material removed at the device edges.
This problem was resolved with the use of a dry etch for releasing the
devices. By switching to a directional etch (Dry CF4 RIE etch), the problem
of an isotropic etchant that could seep through these cracks was avoided.
Resulting cross sections using this method were shown in Figures 3.8c and
d. Dies were etched back on a die by die basis, with careful monitoring
of the etch time to ensure that the gate dielectric was not overetched. By
comparing the color of the buried oxide window to a known control sample,
we were able to etch the passivation layer with less than 20 A˚ overetch of the
gate dielectric, as was confirmed by cross-sectional SEM.
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Figure 3.17: SEM micrographs of devices before and after the wet etch. a -
Before the etch, b - Magnified view showing the void caused by the PECVD
film growth fronts meeting, c - After wet etching the PECVD layer, d -
Close-up showing the origin of the isotropic wet etch corresponding to the
location of the void shown in part b.
63
3.3 Electrical Testing in Fluid
This section will briefly describe the method for electrical testing of devices
in fluid. This method was also used for the aluminum oxide devices described
in Chapter 5. Goals for the electrical setup include:
• Ability to make electrical contact to multiple devices to obtain device
characteristics
• Enable convenient switching between devices
• Ability to introduce fluid to the devices without interfering with elec-
trical characteristics
• Ability to change fluids over the devices with little residue of previous
fluids
3.3.1 Electrical Circuit
All of the presented device structures are p+/p-/p+ devices which need to be
operated in accumulation mode (if the conduction channel was inverted, cre-
ating a p+/n+/p+ structure, the back-to-back p-n junctions would prevent
electron conduction). Conduction, then, was dominated by hole conduction
with negative applied substrate biases or fluidgate biases. The schematic
used for testing the devices is shown in Figure 3.18. A potential is applied
between source and drain terminals of the device while the drain-source cur-
rent is monitored. In addition, a bias is applied to the substrate, dubbed
VBG. An on-chip platinum fluid gate that was patterned during the forma-
tion of the metal interconnects could be used as an extra fluidic gate when
testing the device in fluidic environments.
3.3.2 Dry Backgate Characteristics
Initially, contact was made to the devices without fluid. Tungsten probe
needles made contact to the pads on the outside of the chip with microma-
nipulators. A low resistance metal chuck made contact to the backside of
the die for application of backgate voltages. Typical dry electrical charac-
teristics for a 50 nm SiO2 silicon nanowire FET device are shown in Figure
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Figure 3.18: Schematic for electrical testing of the FET devices.
3.19, which plots the measured source-drain current IDS versus the applied
substrate bias (VBG). Also measured is the gate leakage current, which is the
current at the node where the substrate bias is being applied. For defective
devices, this gate current could rise to of the same order of magnitude or
higher than the drain source current, most likely due to point defects in the
buried oxide insulation layer. The gate current, then, was a good indication
of device failure and was always monitored in any experiment to ensure that
the device was functioning as desired. Normal transistor behavior was ob-
served, with saturation, subthreshold, and cutoff regions of operation. The
device shown has measured contact resistance of less than 1 kΩ, and thus has
a saturation current close to the maximum allowable current for the device
cross sectional area (around 1 µA). Due to the low oxide capacitance because
of the thickness of the buried oxide layer, very high voltages were needed to
fully turn on the device.
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Figure 3.19: Transfer characteristics of a 50 nm silicon dioxide nanowire
device (blue). Backgate leakage current for the same device (pink).
3.3.3 Electrical Connection for Testing of Multiple Devices in
Fluid
The 4 mm x 9.5 mm chips were placed into ceramic packages (Global Chip
Materials 28 pin lead sized brazed package) as shown in Figure 3.20. Mi-
crofluidic channels were fabricated using commonly employed SU-8 master
wafers, and were then aligned to the chip using a mask aligner, and individual
devices were contacted using wire bonding to the package. Teflon tubing was
inserted into the ends of the channel, and the entire setup was covered with
slow drying epoxy to insulate the devices and to mitigate fluid leakage issues.
The entire ceramic package was then placed into a custom designed PC board
connected to a computer that could individually address any of the devices
that were wire bonded. Fluid was exchanged using the tubing and syringe
pumps with syringes containing the various different solutions. Electrical
current measurements and applied biases were controlled by a semiconduc-
tor parameter analyzer (Keithley 4200). Each device consisted of a source
contact and a drain contact connected via wire bonding to a switch matrix
that could choose between any of 10 different devices. Universal back gates
and fluidgates were used for all devices, also connected via wire bonding to
the ceramic package which was in turn connected to the semiconductor pa-
rameter analyzer. A schematic demonstrating this electrical setup for an AC
measuring scheme is shown in Figure 3.21. In this scheme, the conductance
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Figure 3.20: Measurement Setup. Upper left: Chip placed in a ceramic
package, with a microfluidic channel and individual devices wire bonded.
Upper right and lower left: Ceramic package covered in epoxy for insulation
with microfluidic tubing. Lower right: Ceramic package placed into a PC
board with connections to allow for the addressing of any desired device.)
of the device can be measured at a 0 V DC bias, which is convenient for
fluidic measurements as was discussed in Chapter 2.
3.3.4 Transfer Characteristics in Fluid
Typical transfer characteristics for a 50 nm wide nanowire and a 2 µm wide
nanoplate are shown in Figure 3.22, using the on chip platinum electrode as
a fluid gate. The source-drain voltage for the devices is 0.1 V for operation
in the linear regime of the FET devices. For all silicon dioxide oxide devices,
if the source-drain is not specified in this dissertation, VDS=0.1 V. Normal
behavior is seen, with a subthreshold slope of 228 mV/decade for the plate
device and 289 mV/decade for the wire. Figure 3.23 shows the current into
the fluid gate for these devices. Leakage currents for the nanoplate devices
were approximately two orders magnitude higher for plate devices on average,
probably due to defects in the oxide in the increased area over the nanoplates.
As can be seen from the graphs, the threshold voltage is around 0.5 V or
so, showing minimal fixed charge in the devices. In addition the standard
deviation in threshold voltage for five sweeps was typically 10 mV or less for
devices regardless of the width, which is not ideal but not debilitating for
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Figure 3.21: Schematic for an AC measuring scheme with a central control
computer that can control a switch matrix to switch between any of the
devices wire bonded on chip.
detection experiments as long as the signal is greater than 30 mV.
3.4 Conclusions
In conclusion, this chapter has demonstrated the baseline process that fu-
ture fabrication iterations and chapters will be built on. Several important
issues with the device fabrication were illustrated, including the definition of
the nanowires using e-beam lithography and liftoff, doping concerns, contact
resistance, proper insulation of the devices in fluid, and the etchback step to
expose the devices to fluid. We additionally illustrated the basic electrical
setup that enables use of multiple devices in a convenient, integrated fashion
in fluid environments with easy fluid exchange steps. This platform will be
referenced for the remainder of the dissertation.
68
Figure 3.22: Transfer characteristics for a nanoplate device with width 2
µm and a nanowire device with width 50 nm.
Figure 3.23: Current into the fluid gate for a nanoplate and nanowire
device.
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CHAPTER 4
BIOMOLECULAR DETECTION USING
DEVICES WITH A SIO2 GATE
DIELECTRIC
4.1 Introduction
This chapter will discuss applications of the devices described in Chapter
3. Both nanowire and nanoplate devices were used for various applications,
including the detection of pyrophosphate molecules for sensing DNA poly-
merase reactions on DNA surfaces, of DNA match and mismatches sequences,
and of mouse-immunoglobulin antibodies. The results here show that the
fabricated devices are sensitive charge sensors that can be used for a variety
of applications.
4.2 Electrical Detection of Pyrophosphate from DNA
Polymerase Reactions
The work demonstrated in this section was executed in collaboration with
Grace Credo, Oguz Elibol, and Madoo Varma at Intel Corporation [119]. In-
organic phosphate, or PPi, is a commonly known byproduct of DNA or RNA
polymerase reactions for nucletotide base incorporations for DNA copying
during cell division or for a variety of other applications such as polymerase
chain reaction (PCR). Such reactions are critical for a wide variety of bi-
ological processes in living systems [120]. Pyrophosphate and diphosphate
are very small molecules (P2O
4−
7 ) which are highly mobile, which makes for
easier and higher density detection with FET devices. These pyrophosphate
molecules are a natural progression for testing FET sensors after initial pH
testing before detection of larger molecules such as nucleic acids and proteins
are attempted. With appropriate reaction components in solution, PPi and
protons are repeatedly generated for a single reversible nucleotide base ad-
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dition at the DNA polymerase binding site. As opposed to the detection of
protons, as is employed in the work by Ion Torrent [13], PPi detection can be
much more specific to the nucleotide reaction event, since many factors have
the potential to adjust solution pH [121, 122]. Typically, detection of the
activity of DNA polymerase and subsequent PPi release is accomplished us-
ing optical techniques such as chemiluminescence [122]. However, electronic
biosensing offers an attractive alternative for many of the reasons already
discussed in this dissertation.
In this work, we describe the use of nanoplate field-effect sensors, the
fabrication of which was shown in Chapter 3, for the specific detection of
pyrophosphate generated from on-chip DNA polymerase reactions. We illus-
trate the chemical modification of these SOI FETs with a compound tech-
nique that results in uniform films containing both a PPi specific chelator
and DNA colonies on the surface. We then demonstrate the chip’s electrical
response to PPi alone, where chelators on the surface can capture the PPi
and bring the molecules close to the gate dielectric of the devices, changing
the source-drain current of the devices. The chelator molecules were de-
signed for the specific binding of pyrophosphate that is released upon DNA
polymerase-catalyzed base incorporation reactions. A schematic illustrating
the chemical surface functionalizations is shown in Figure 4.1. dNTPs for
the four possible bases are present in the solution, along with active DNA
polymerase molecules. As dNTPs diffuse to the surface, they can attach to
DNA colonies present on the surface which react with the DNA polymerase
to result in a copy of the DNA base, which produces PPi as a byproduct.
These PPi molecules can diffuse to other sites on the surface of the devices
that contain chemical chelator molecules that can bind the PPi, which can
be sensed by the device. Next, we demonstrate the use of the devices to
sense the PPi generated off chip by mixing all of the reaction components
together. Finally, the DNA colonies on the chip are amplified with rolling
circle amplification (RCA) to generate increased sites for PPi generation, and
the polymerase nucleotide addition reactions performed on chip are sensed
by the FET devices.
Methods for silanizing the surface with 3-aminopropyltriethoxysilane (APTES)
and subsequent chemical addition steps, including the development and at-
tachment of the PPi binding chelator, the attachment of DNA colonies, and
the rolling circle amplification steps for DNA, have been published [119,123]
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Figure 4.1: Schematic illustrating the chemical functionalization for the
reponse to PPi generated from reactions on the surface. From [119].
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and will not be discussed here. All electrical measurements were performed
by sweeping the backgate of the devices from -10 V to +2 V instead of using
the on chip fluid gate or an off chip reference electrodes. The source-drain
potential was always kept at 100 mV for all measurements. An open PDMS
well was used to contain fluid over the devices, and could be easily removed
to rinse and re-use chips for several experiments. For RCA of the DNA, cir-
cular DNA was first attached to the surface, and one strand of the circular
DNA was amplified to produce multiple copies of the same sequence. PCR
was used to amplify one strand of a circular double-stranded DNA sequence.
In this case, the sequence amplified was a 260 bp fragment of the pUC19
plasmid. This resulted in much higher densities of DNA on the surface avail-
able for interaction with the DNA polymerase in the on chip PPi generation
studies.
Response of the devices to pure PPi in solution at various concentrations
is shown in Figure 4.2. Stepwise shifts in the threshold voltage are seen for
for 0.3, 0.6, 1.3, and 5.0 µM, with saturation after this concentration. These
results show that the chelator molecules can bind the PPi at high density
and induce shifts in the surface potential for the FET devices. The devices
could be re-used in the same buffers or different buffers and conditions with
significantly degrading the devices (Figure 4.2c).
Next, the devices functionalized with the dual composition film of both the
chelator and the rolling circle amplified DNA colonies were exposed to the
three conditions of varying degrees of complexity: (1) the exposure to 25 µM
of pure PPi (Figure 4.3b and c), (2) the exposure to a solution containing
the off chip reaction results of perfect match dGTP reaction solution which
should contain high levels of PPi due to the reaction of the DNA polyermase
in solution and to a control with mismatched primers (Figure 4.3d), and
(3) the exposure to a 37 ◦C solution with just the DNA poymerase and
dNTPs, demonstrating an on chip PPi generating reaction that could be
sensed by the devices (Figure 4.3e) and a similar control reaction containing
no DNA polymerase. All results were extracted from the average of three
separate measurements on the same device to each solution. The schematic
demonstrating all these varieties of reactions is shown in Figure 4.3a. These
results demonstrate that the activity of DNA polymerase via binding of PPi
can be detected successfully on the surfaces of our nanoplate bioFETs. The
concentration of PPi on the surface is expected to be around 1-10 µM from
73
Figure 4.2: a: IV characteristics of a chelator modified device when exposed
to varying concentrations of PPi, and after treatment with a dilute acid to
remove the PPi. b: Shift in threshold voltage for the curves shown in (a).
c: Shift in voltage needed to induce 1 nA of current through the devices as
a function of surface modification and buffer composition over many days.
From [119].
the magnitude of the shifts in threshold voltage, correspondoing to at least
2500 PPi molecules per DNA colony for a single base incorporation for a
total of around 7.5x109 PPi molecules.
4.3 Detection of DNA Hybridization
The sensitive and selective detection of biomolecules, especially of DNA, is
important for a number of applications, from gene sequencing to diagnostics
of hereditary diseases by monitoring gene mutations. The silicon dioxide
devices were used for the sensitive detection of DNA match and mismatch
sequences. This section will describe the experiments, including the method
for surface functionalization to attach the DNA to the surface, electrical
characterization methodology, experimental sensing results, and a simula-
tion model to support and help understand the results. The results in this
section were extracted using a much simpler scheme for fluid placement and
electrical measurement. Devices were simply probed with tungsten probes
with micromanipulator, and DNA attachment and sensing were carried out
with small droplets of fluid that were placed directly on the DNA surface
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Figure 4.3: a: Schematic of a simplified chelator + DNA colony device
surface as it is exposed to three different PPi standard solutions (top row),
PPi generated in a reaction tube by polymerase reactions incorpoarting a
matching DNA on linear DNA in solution (middle row), and PPi generated
by multi-base (dGTP + dCTP) incorpoartion ractions on surface
immobilized RCA DNA colonies (bottom row), b-c: response of two
different devices on the same chip to 25 µM PPi standard solution in 1x
PBS buffer. d: bar graph representing average of 3 measurements on same
device after exposure to perfect match dGTP off-chip reaction solution,
resulting in a positive change in threshold voltage (+0.49 V) compared to
the control mismatch nucleotide solution (+0.11 V). e: bar graph
representing the average response on the same device after 3 independent
on-chip DNA polymerase reactions at 37 ◦C, generating PPi, compared to
incubations in reaction buffer with no DNA polymerase. From [119].
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Figure 4.4: Surface chemistry for oligonucleotide immobilization. A -
Schematic illustrating the DNA probe immobilized on the transducer
surface using an epoxide functionalized surface. B - Fluorescence intensities
for combinations of probes immobilized on the surface with epoxide
chemistry and targets exposed on the surface.
without microfluidics. This allowed for a simple scheme for experiments.
Due to the often high leakage currents in fluid when using a fluid reference
electrode with the silicon dioxide devices, the device backgate was used as the
main gate to accumulate the channel for transfer characteristic and current
measurements.
4.3.1 Surface Functionalization
Epoxysilane coating on the devices was performed following previously es-
tablished procedures [124]. Chips were cleaned with (H2O2 : H2SO4)(1:1) for
15 min, rinsed with copious amounts of DI water, and then were dried under
high purity N2 flow. Chips were then transferred into a glove box purged
with nitrogen for protection from humidity. Next, chips were immersed in a
2.5% solution of (3-glycidoxypropyl)trimethoxysilane (Sigma-Aldrich) in an-
hydrous toluene, and were allowed to incubate at room temperature for about
24 hours. After incubation, chips were rinsed in toluene and methanol to re-
move species not covalently bound to the surface. Then the chips were placed
in an oven at 120 ◦C for 30 min. We have observed that this coating retains
functionality for at least a week after the procedure. For the experiments
reported in this work, 10 µM probe molecules in a 150 mM sodium phosphate
buffer (pH 8.5) were attached on the surface immediately after the bake by
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Table 4.1: DNA sequences used for the experiments.
spotting 5 µL of the solution on the chip and incubating in a high humidity
chamber for about 2 hours. The sequences of the oligonucleotides used for
the experiment (Sigma Genosys) are listed in Table 4.1. A schematic of the
resulting surface is illustrated in Figure 4.4A. The chip was then immersed
in a pre-hybridization buffer, consisting of BSA (bovine serum albumin) 1%
w/w in 3x SSC (saline sodium citrate) buffer for about one hour at room
temperature to minimize the non-specific binding of species in further steps.
This step enhances the target selectivity by blocking any unreacted active
epoxy sites that might still be present on the surface. Experiments performed
with fluorescent target molecules on functionalized non-patterned SiO2 sur-
faces showed no detectable non-specific binding using this procedure (Figure
4.4B).
4.3.2 Electrical Measurements
Electrical measurements were performed with no further packaging of the de-
vice. The PECVD passivation layer provides adequate isolation of the metal
leads from the electrolyte for the electrical measurements. Hybridization ex-
periments with the sensors were performed by placing a 2 µL drop of DNA
suspended in a 0.01x SSC buffer on the device (Figure 4.5A) using a mi-
cropipette, then measuring the source-drain current (Keithley 4200) through
the device as illustrated in Figure 4.5B. During the measurements, the sub-
strate was biased as a back gate, modulating the conductance of the device in
order to obtain the device current as a function of the back gate bias. During
the measurements, leakage current was monitored (at the substrate contact)
to ensure the integrity of the devices and no significant leakage current was
observed. Five minutes were allowed to pass for the hybridization (this set-
tling time was chosen based on simulations of diffusion-limited capture of
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molecules on sensor surface, which will be discussed in the next section),
after placing the drop of solution containing the analyte at the appropriate
concentration on the device. Subsequently, the current through the device as
a function of the back gate bias was measured. In order to ensure that the
actual hybridization event was being measured, the device was rinsed and
spotted with the buffer solution only, and the current through device was
measured again. This procedure was used first to measure the response to
a mismatched sequence from concentrations of 10 fM to 1 µM, followed by
response to a matched sequence in the same concentration range using the
same device. Although a reference electrode for fixing the bias of the fluid
was not used for the measurements, we have observed that the signal was
stable when the data was obtained in the accumulation region of the device,
and data is presented from this region. We observed instability in the sub-
threshold region (likely due to the absence of reference electrode), and thus
this data was not used.
4.3.3 Results and Discussion
The epoxy group on the surface reacts with amine groups on the probe DNA
through a nucleophilic reaction to form a covalent bond. Epoxy functional-
ization has advantages in several aspects, such as a relatively high density of
sites and reduced non-specific binding compared to other techniques [124].
For example, we have observed a significantly more uniform coating of probe
DNA using epoxysilane when compared to using a poly-L-lysine modified
surface. Also, with experiments performed with non-amine modified DNA
oligonucleotides, we observed effective immobilization of the molecules on the
surface. This suggests that the epoxide group reacts not only with the amine
modification, but also with nucleophilic groups anywhere in the molecule.
Thus, the probe molecules are linked more intimately to the surface, re-
sulting in a higher sensitivity due to the proximity of the DNA backbone
charge to the surface. On the other hand, the resulting configuration of the
probe molecule may decrease the target binding affinity, which will severely
degrade the device performance as discussed later. The orientation of the
probe molecules and its surface chemistry dependent affinity is a topic which
needs further experimentation and attention. The response of the device
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Figure 4.5: DNA hybridization detection using nanoscale thickness
field-effect devices. A - Top view optical micrograph of a device. B-
Illustration showing the cross-section of a device during the experiment.
Solid blue lines represent the probe DNA, and the dashed red lines
represent the target DNA. Substrate is biased during the experiments, and
it acts as a back gate. C-Current versus analyte (match and mismatch)
concentration measured in pure buffer after introducing the DNA. Source
drain bias = 0.03 V, Back gate bias = -7 V. D - Change in current versus
matched DNA concentration for the experimentally observed conditions
(circles) and numerical simulations (solid line).
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to mismatch and matched sequences of DNA, obtained by monitoring the
source-drain current as a function of the analyte concentration, is shown in
4.5C. This measurement was executed by biasing the device in accumulation.
The detection limit for the sensor for DNA hybridization was determined to
be between 1 and 10 nM, while no detectable non-specific binding was ob-
served in the range of concentrations used.
The sensor response obtained by simulations (by Pradeep Nair) predicts
the experimental trends (Figure 4.5D). Finite measurement time (about
300 sec) and actual device dimensions were taken into account. The key
parameters extracted using the model are: reaction coefficient kA = 2x10
7
M−1 and surface concentration of DNA N0 = 3x1012cm−2 (other parameters
used are based on experimental conditions and literature: buffer concentra-
tion I0 = 1mM, diffusion coefficient D = 6x10
−7cm2/s and oxide thickness
tox = 4nm). We also perform measurements without the fluid on the devices
before and after the hybridization experiments. Draining the fluid reduces the
net amount of counter-ions around the hybridized molecules and we intend
to explore the possibility of any improved sensitivity in dry measurements.
Dry measurements also obviate the need of a reference electrode. Our mea-
surements showed a net shift in the device characteristics associated with
the hybridization event as shown in Figure 4.6A. The shift in the transfer
curve of the device is an expected characteristic of the gating of the channel,
which is a characteristic of any field-effect device [125]. Fluorescence images
taken before and after the experiment (Figure 4.6A inset) also verify the
attachment of the target molecules on the active area.
Excellent matches between simulations and experiments were obtained (see
Figure 4.6B). Device simulations indicate that the observed shift in exper-
imental device characteristics can be explained due to a net surface charge
concentration (i.e., the net charge of the bio-molecules after screening due
to the presence of any counter-ions, if any) of σ0 = 1.5x10
11qcm−2. This
extracted charge density is about 20% of the net induced charge density in
wet experiments (while detecting same concentration of target molecules).
This indicates that although draining out the fluid reduces the net counter-
ions, significant dissociation of hybridized molecules can also occur during
the draining process.
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Figure 4.6: DNA hybridization detection using dry measurements A -
Source drain current as a function of the back gate bias before (red circle)
and after (blue triangle) the experiment. Inset shows the fluorescence image
of the device before (left-hand side, red outline) and after (right-hand side,
blue outline) the experiment. B - Comparison of the experimentally
observed and numerically calculated curves.
4.3.4 Conclusions
In conclusion, we have demonstrated the operation of a nanoscale thickness
SOI field-effect transducer as a DNA sensor, and through the verification
of our simulation model provided a conceptual framework for the extension
of this work to biomolecular field-effect sensing in general. Hybridization
events with the matched sequence can be detected, and the device shows good
selectivity, an important figure of merit for detection of analytes contained in
real-life biological samples. The surfaces were functionalized using a versatile
epoxy silane chemistry which can easily be extended to a wide range of
biomolecules for immobilization. The measurement conditions were chosen
based on simulations for a diffusion dominated regime. Experimental results
are in good agreement with our proposed model and suggest a detection limit
of 1-10 nM for the hybridization detection of DNA.
4.4 Detection of Immunoglobulin Proteins
To demonstrate the use of the silicon dioxide devices as protein sensors, we
next used the devices for the sensitive detection of mouse-immunoglobulin
(mouse-IgG1) from buffer solution. Antibodies are typically much larger
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than DNA molecules and can be much more difficult to detect due to the
distance of charge from the surface. This section will discuss the surface
chemistry attachment protocol to attach the antibodies to the surface and
the electrical results achieved with the silicon dioxide nanowire devices. Two
sets of devices were used in these experiments. To explore the effect of the
gate dielectric oxide thickness on results, the gate oxide was intentionally
overetched in the last step of the device fabrication. This resulted in devices
with both 80 A˚ thick and 150 A˚ SiO2 gate dielectrics. The setup used for all
fluid exchange with the exception of the surface functionalization and for all
electrical measurements is as described in Section 3.3.3.
4.4.1 Surface Functionalization
To attach the antibodies to the surface, we employed a well studied vapor
deposition of aminopropyldimethoxysilane (APDMS) [126]. We had previ-
ously characterized this vapor deposition extensively. Briefly, the devices
were cleaned in an oxygen plasma environment at 300 W for 5 mins, then
were immediately placed into a glass container containing a vial with 200 µL
of pure APDMS mixed with 1% by volume of triethylamine (TEA), which
acted as a catalyst for the reaction. The entire glass vial was sealed, and
placed in an oven at 80 ◦C for at least four hours. The thickness of the
monolayer as a function of time, showing the expected thickness of around
8.5 A˚ after saturation is shown in Figure 4.7. Through a variety of surface
characterization techniques demonstrated previously [126], we have shown
that this monolayer has high density, good uniformity, and good robustness
in ionic fluids.
After the silane deposition, the devices were rinsed with acetone, methanol,
and DI water, then were blowdried with nitrogen. The devices were then im-
mediately placed into a vial containing a dual NHS-ester PEG linker molecule
in DMF for at least 2 hours. This linker molecule contains NHS-ester func-
tional groups on both sides which link to amine groups with high affinity
and stability. The structure of this molecule as well as the entire attachment
scheme is shown in Figure 4.8. After the attachment of the linker molecule,
the devices were then placed in Texas Red labeled 10 µM goat anti-mouse
IgG overnight to attach the probe protein molecule to the surface. Electrical
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Figure 4.7: Deposition of APDMS as a function of time, measured by
ellipsometry.
curves taken by sweeping the platinum reference electrode were taken before
and after this attachment, and are shown in Figure 4.9. The fluorescence pic-
tures showing the high density attachment of the Texas Red labeled probe
before and after attachment are shown in the inset. A large threshold volt-
age shift and increase in fluorescence are observed, showing that the probe
antibody has attached to the surface in high density.
4.4.2 Electrical Results
To demonstrate the selectivity of the devices, several control experiments
were devised. Since IgGs are very large proteins (150,000 MW), larger pro-
teins must also be utilized to demonstrate an effective selectivity. To test the
non-specific binding of the devices a completely inert molecule, polyethylene
glycol, of MW 100,000 was chosen as well as a similarly structured molecule in
rabbit IgG. These molecules and proteins were flown over the device in 1 pM
concentrations for 5 minutes and the Id-Vg curves taken in 1mM NaHCO3,
1mM KCl, pH 8.4. The curves for a nanowire device are shown in Figure
4.10B, and indicate little to no binding of these agents. The low salt con-
centration is utilized since the Debye charge screening length is proportional
to the inverse square of the solution ionic strength. Thus, the lower the salt
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Figure 4.8: Schematic showing the surface functionalization scheme for
attachment and detection of the mouse-IgG1 molecules.
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Figure 4.9: Electrical transfer characteristics and fluorescent pictures
showing the attachment of the goat anti-mouse IgG.
concentration, the larger the amount of the protein charge density coupled
to the device. Similarly, when concentrations of mouse IgG 1pM and above
are introduced to the device, the threshold shifts are pronounced and can be
seen in the Id-Vg curves for specific binding in Figure 4.10A.
The nanowires were exposed to even lower concentrations of mouse IgG,
down to 8fM, while showing threshold shift magnitudes of over 200mV at this
low concentration, as shown in Figure 4.11. As the mouse IgG concentration
increases, the threshold voltage change saturates out, indicating binding sites
on the device surface have saturated over the measuring time. The large
dynamic range of the sensor, from 10fM (100fg/mL) to 10nM (100ng/mL),
allows it to be compatible with a large volume of protein analytes found
in organisms. The sensitivity of the nanowires to proteins as a function
of oxide thickness was also tested using two different device sets, with 80
A˚ and 150 A˚ thick silicon dioxide gate dielectrics. By having a thinner
oxide, the capacitance of the device increases allowing for changes in the
oxide/electrolyte surface potential to lead to higher changes in silicon channel
charge density. The nanowires were titrated with mouse IgG concentrations
of 1 pM, 100 pM, and 10 nm, and the change in the threshold voltages plotted
vs. the IgG concentrations (Figure 4.11B). A markedly lower response is seen
with the 150 A˚ device, as is expected, demonstrating the importance of both
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Figure 4.10: Id − Vg curves of a nanowire for various mouse IgG
concentrations and the buffer rinse are shown in (A). The threshold voltage
shifts to left with increasing protein concentration. Transfer curves for 1
pM concentrations of nonspecific binding analytes are in (B), showing a
lack of threshold response.
the top oxide capacitance and the distance from the charge to the silicon
channel.
4.4.3 Conclusions
In conclusion, we have used a very well characterized silane chemistry to at-
tach goat anti-mouse IgG antibodies to the surface with high density. Using
these probe molecules, we were able to detect mouse-IgG1 down to concen-
trations of 8 fM without hitting noise barriers, indicating that lower limits
are possible. This demonstrates the silicon dioxide nanowire FET devices as
true ultrasensitive biosensors of large protein molecules.
4.5 Conclusions
This chapter has demonstrated the sensing applications using the silicon
dioxide devices as evidence that such devices can be used as powerful sensors
of various biological entities. We showed the use of the devices as sensitive
detectors of pyrophosphate byproducts of DNA polymerase activity, which
can be used for a variety of applications, from PCR detection to sequencing
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Figure 4.11: Change in threshold voltage of a nanowire for mouse IgG
concentrations from 8 fM to 80 nM for an 80 A˚ thick oxide is in (A). A
comparison between the threshold voltage shift for an 80A˚ and 150 A˚ oxide
thickness is shown in (B) for the same mouse IgG concentrations. The
shifts for the 80 A˚ oxide are much larger than for the 150 A˚ oxide.
by synthethis. We then showed the detection of short DNA oligomers down
to 1 nM concentrations with the use of nanoplate FET biosensors. Finally,
we demonstrated the detection of large protein molecules, mouse-IgG anti-
bodies, down to 8 fM concentrations. These sensors serve as a baseline for
improvements for the rest of this dissertation, which will describe various
fabrication iterations and elucidate the criteria which can be enhanced.
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CHAPTER 5
ALUMINUM OXIDE: A HIGH-K
DIELECTRIC FOR IMPROVED PH
SENSING
5.1 Introduction
This chapter will describe the development of high-k dielectric FET sensors
for improved detection of pH. It will describe the fabrication differences from
the baseline process discussed in Chapter 3, discuss the improved electrical
characteristics of the device, illustrate the importance of proper backgate
biasing for pH measurements, compare the pH results achieved with devices
to that of the silicon dioxide baseline devices, and briefly discuss the effect
of device width on pH sensitivity.
5.2 Fabrication Differences
A schematic illustrating some of the important steps in fabrication is shown
in Figure 5.1. The main deviations from the baseline process in Chapter 3
were as follows:
• Dopant slowdown layer. The devices did not have a dopant slowdown
layer, due to the necessity for removal of this slowdown before the
deposition of the gate dielectric. For nanowire devices especially, such
removal would be extremely difficult without compromising the buried
oxide layer underneath. Simulations were performed to determine the
effect this would have on doping concentration. Doping levels were
shown to possibly decrease by as much as one order of magnitude (from
1020/cm2 to 1019/cm2). As a result, higher source-drain voltages were
often needed. In all cases for aluminum oxide devices, if VDS is not
explicitly specified, it was set at 1.0 V. This still places the devices in
the linear regime, but increases the source-drain current to well beyond
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Figure 5.1: Fabrication process for the Nano-FETs. 1 – Patterning of
chrome hard mask via electron beam and optical lithography. 2 – Wet etch
of the active silicon area with TMAH. 3 – Deposition (Al2O3) or growth
(SiO2) of the gate dielectric. 4 – Deposition and patterning of platinum as
the metal contact; contact is made with via holes into the silicon. 5 –
Deposition of Si3N4 passivation layer, followed by etchback to expose the
devices and the fluid gate.
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the measured noise.
• Formation of gate dielectric: For the silicon dioxide devices, the gate
oxide was thermally grown with careful timing to ensure that the target
thickness was achieved. For these aluminum oxide devices, the thick-
ness of the gate dielectric could be controlled with much more precision.
75 cycles of atomic layer deposition (ALD) was used for conformal de-
position of the aluminum oxide layer, typically with a thickness of 150
A˚ compared to the 100 A˚ thick SiO2 devices.
• Final etchback step: For the silicon dioxide devices, the final etchback
step to create holes above the devices to expose the channel to the
fluidic enivonrment was executed on a die-by-die basis, with careful
timing to ensure that the gate dielectric was not damaged if an overetch
of the PECVD oxynitride occurred. The ALD Al2O3 layer served as
an extremely good etch stop in the dry CF4 RIE step (etch selectivity
of more than 60:1 for PECVD oxynitride:Al2O3 [127]). As a result, for
the aluminum oxide devices, the final etchback step could be performed
on a wafer level, which enormously adds to convenience and scalability
of the process. Furthemore, the physical gate dielectric thickness from
die to die had much less variability for the Al2O3 devices, again due to
its excellence as an etch stop.
Besides these three modifications, the fabrication for the devices used in
this chapter was extremely similar to the baseline process.
5.3 Choice of a Fluid Electrode
Ideally, the fluid electrode chosen should be a standard reference electrode
with a surface potential that is independent of environmental conditions:
that is, the Eref term in Equation 2.11 should not be a function of pH,
time, ionic concentration of solution, or any other environmental factor. The
internationally accepted primary reference is the standard hydrogen electrode
(SHE) or normal hydrogen electrode (NHE), which consists of a platinum
electrode in solution with an unlimited supply of H2 gas. All other electrodes
are typically cited with potentials vs. the NHE. For example, the commonly
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used silver-silver chloride (Ag/AgCl) electode has a potential of 0.197 V vs.
NHE [128]. Standard reference electrodes have a shift in potential vs. NHE,
but can still be used to bias solutions reliably if their phases have essentially
constant compositions over time and solution conditions.
Ag/AgCl electrodes are the most commonly used electrodes for this pur-
pose, since it is difficult to use an electrode with hydrogen gas. Another
common electrode is called a saturated calomel electrode (SCE), which has
an electrochemical half cell Hg/Hg2Cl2/KCl. If a standard electrode is not
used to bias the fluid, then adjustments need to be made to the measure-
ments to ensure that any changes in the surface potential at the reference
electrode itself are accounted for.
In the rest of the experiments in this chapter, the on-chip platinum elec-
trode (without H2 gas) was used to bias the fluid. This was due to ease of use
in a closed microfluidic channel, which was deemed to be the best solution for
clean exchange of fluids over the chip. However, without hydrogen gas to re-
plenish the surface of the platinum electrode, platinum is well known to have
a surface potential that changes both as a function of time in solution [128]
and pH [128, 129]. To account for this effect in all measurements, the open
circuit potential for platinum vs. a standard reference electrode, a silver-
silver chloride electrode, was measured as a function of both solution pH and
time in solution. Results are shown in Figures 5.2 and 5.3. These experi-
ments were performed in the Robinson buffer solutions that were used in the
pH measurements that will be described later. Both of these experiments
were repeated numerous times because most of the results in this chapter
depend on these measurements. A slope of -41 mV/pH vs. Ag/AgCl and
1.95 mV/min vs. Ag/AgCl was noted for the on-chip platinum electrodes.
This data has been used as a correction factor for all pH data shown in this
chapter. Without these correction factors, the data can appear to be quite
misleading: for example, the devices were believed to exhibit pH detection
highly exceeding the Nernstian limit before these issues were clarified.
5.4 Carrier Simulations
To obtain the carrier concentration profile inside the silicon channel as a
function of the back gate bias, we used Medici with the two-dimensional pla-
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Figure 5.2: Measured open circuit potential between the on chip platinum
fluid gate and a reference Ag/AgCl electrode as a function of pH.
Figure 5.3: Measured open circuit potential between the on chip platinum
fluid gate and a reference Ag/AgCl electrode as a function of time in fluid.
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nar structure. We modeled the electrolyte between fluid gate and top oxide
as an insulator with thickness of 5 nm and dielectric constant of water (78.5
in the simulation). Since we used 5 mM electrolyte in the experiment, the
corresponding Debye length (-5 nm) can be reasonably used for the thickness
of electrolyte layer. We also assumed that the fluid gate bias is negative (-1
V in the simulation), and the OH surface group is a negative (−1013 cm−2 in
the simulation) fixed charge on the top oxide surface since the usual range of
electrolyte pH is higher than the point-of-zero charge (pHpzc) of SiO2 surface,
which is equal to 1-3. To see the effect of the back gate bias, we used two
different values of VBG for the simulation: -7 and +3 V.
5.5 Calculation of Threshold Voltage
Threshold voltage for each of the transfer curves was extracted using a simple
constant current method that is demonstrated in Figure 5.4 (shown for a
silicon dioxide 50 nm wide nanowire device). Because the subthreshold slope
was observed to be relatively constant for varying pH (the curves are parallel
to one another at different pH values), simply extracting the voltage at which
the source-drain current dipped below a certain value could be used as a first
order measurement of the threshold voltage shifts induced by changes in pH.
5.6 Theory
Fundamentally, for traditional MOSFETs, ISFETs and nanoFETs, the change
in channel charge resulting from potential changes at the oxide/fluid interface
is given by:
σsilicon = −CD∆ψ0 = r0
tD
∆ψ0 (5.1)
where CD is the dielectric capacitance, ∆ψ0 is the change in surface po-
tential at the oxide/fluid interface, r is the dielectric constant of the gate
dielectric (3.9 and 9 for SiO2 and Al2O3, respectively) [130], and tD is the
thickness of the dielectric. The coupling of changes in potential at the sur-
face to changes in charge in the silicon, given by the dielectric capacitance,
is a critical factor that ultimately determines device sensitivity. To increase
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Figure 5.4: Extraction of threshold voltage shifts. The transfer curves for a
50 nm wide nanowire device immersed in pH solutions of 3 different pH
values (3.0, 6.4, and 9.3) are shown, included with the threshold voltage
and subthreshold slope of each curve. Since the curves are relatively parallel
to one another, the threshold voltage shifts can be extracted by simply
calculating the voltage at which each curve dips below a current threshold.
this coupling, either the thickness of the gate dielectric can be reduced or a
material with higher dielectric constant can be used. For example, the recur-
rent theme with traditional SiO2 MOSFET devices was to reduce the gate
oxide thickness continuously until undesirable gate leakage currents crippled
device operation [131]. When similar devices are used in ionic fluids as is the
case with FET biosensors, these leakage issues are even further exacerbated.
Thus, a logical solution to this problem is to use thicker gate dielectrics with
higher dielectric constants for devices which exhibit similar if not higher sen-
sitivities when compared to silicon dioxide devices. The increased thickness
of these high-k dielectric devices results in robust devices that are much less
susceptible to gate leakage issues. Al2O3 is known to be a good compro-
mise between available high-k dielectric due to a dielectric constant that is
higher than that of SiO2 without substantially sacrificing the band gap of
the oxide, which is another important consideration for reducing gate leak-
age currents [130]. Our work here demonstrates the first such use of a high
k-dielectric as the gate oxide for nanowire biosensor applications. We use
pH sensing as a benchmark to study the effect of three critical parameters
on the device performance using experimental results and supporting simu-
lations: the employed gate dielectric, the use of a back gate, and the device
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width. We demonstrate that our devices are stable and operate in fluidic
environments for up to 8 hours, quantified by threshold voltage stability and
leakage current characterization. In addition, we performed a robustness
comparison of the aluminum oxide devices and more typical silicon dioxide
devices to show that the high-k dielectric devices exhibit better functionality
over many electrical sweeps in fluidic environments. This is primarily due
to the possibility of increasing the thickness of high-k device gate dielectrics
without compromising sensitivity. Next, we discuss how the back gate bias
condition can be optimized to lower the effective electrical thickness of the
device, thereby enhancing sensitivity. This is a general technique that can
be used for any gate dielectric or sensing platform that employs a back gate
structure. This technique was then used to perform a direct comparison of
the observed pH response of 150 A˚ thick Al2O3 devices to 100 A˚ thick SiO2
devices. The high-k dielectric devices exhibited an average improvement of
pH sensitivity over their counterpart SiO2 devices of around 2. Lastly, we
perform a comparison of the pH responses of Al2O3 devices with identical
characteristics except for differing widths. We show that when using the
back gate bias optimization technique, pH response is virtually independent
of device width. This opens the possibility of the use of microscale devices
that are much easier to fabricate with the use of standard lithography.
5.7 Electrical Device Characterization
Initial Al2O3 device characterization was performed in air (without fluid on
the devices) utilizing the back gate (VBG in Figure 5.5). Both 50 nm wide
nanowire devices and 2 µm wide nanoplate devices showed normal transistor
behavior as the drain source current (IDS) was measured while the back gate
voltage was varied (Figure 5.6). Next, the devices were placed in a 0.01x
phosphate buffered saline (PBS) solution to measure the characteristics in
fluid. The fluid gate voltage (VFG) was swept from -5 to +5 V for backgate
biases from +5 to -8 V (Figure 5.7). This demonstrates full double gate
operation of the device; device current is modulated effectively by the fluid
gate, and the different back gate biases correspond to shifts in the threshold
voltage of the IDS-VFG curves. Very similar characteristics were observed with
silicon dioxide devices as was shown in Chapter 3. Shifts in threshold voltage
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Figure 5.5: Schematic demonstrating the measurement scheme for the
nanoFETs. DC voltages are applied to the back substrate as a backgate
(VBG), to the on chip platinum reference electrode as a fluid gate (VFG),
and to the drain (VDS = 1 V for all experiments). Current is recorded from
source to drain for the device.
transfer curves were used for most experiments as a measure of changes in
surface potential of the silicon to allow for comparisons that minimized the
effect of device to device variation.
The devices were found to be very reliable for fluidic measurements, which
was quantified by measuring the threshold variation, leakage currents, and de-
vice lifetimes in fluid. To determine the minimum observable shift in thresh-
old voltage that could be considered real, we quantified the representative
noise by measuring the threshold voltage of five aluminum oxide nanowire
devices as a function of time for up to 8 hours, which is much longer than
any typical experiment should take. The devices showed excellent threshold
voltage stability over 8 hours in fluid (Figure 5.8), and also showed minimal
changes in leakage currents even when tested over 10 months where the same
device was exposed to fluid for about 30 minutes for each measurement (Fig-
ure 5.9). This device stability can be attributed to the proper protection of
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Figure 5.6: Typical dry device operation for Al2O3 nanoFETs: both a 50
nm wide silicon nanowire and a 2 µm wide silicon nanoplate. Source-drain
current (log scale) as a function of the applied backgate voltage. Included
are the extracted threshold voltages and subthreshold slopes for the devices.
Figure 5.7: Measured source-drain current for an Al2O3 nanoFET in pH 7.4
0.01xPBS buffer solution the applied fluid gate is swept for many different
applied backgate biases.
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Figure 5.8: Front threshold voltage versus time for 5 Al2O3 nanoFET
devices demonstrating device stability. Very little shift in threshold voltage
over time is observed for up to 8 hours in Robinson buffer (pH 7.5). This
allows us to determine our minimum detectable shift in threshold voltage
(50 mV).
the electrical components from fluid with the silicon nitride insulating film
as shown from the cross sections of the device. From the minimal threshold
voltage drift, we found the minimum detectable change in threshold volt-
age for our system to be around 50 mV; any shifts in the raw data below
this amount were not considered to be numerically significant. In addition,
a study was performed directly comparing device robustness of the Al2O3
devices to typical SiO2 devices. When the two sets of devices were exposed
to the same pH solutions and biasing conditions, a large percentage of the
SiO2 devices began to fail much earlier than the Al2O3 devices (Figure 5.10).
Device failure was defined as either the presence of leakage currents higher
than the source-drain current or as the lack of normal transistor behavior.
The predominant factor responsible for this increase in device robustness is
a thicker gate dielectric layer; with the Al2O3 devices a 150 A˚ thick gate di-
electric could be used, whereas for the SiO2 devices a thinner gate dielectric
(about 100 A˚) was needed to see reasonable pH response.
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Figure 5.9: Measured back to front leakage current as a function of time in
0.01x PBS for a 50 nm wide aluminum oxide nanowire device. Devices are
observed to maintain low leakage currents many months after initial
measurement in fluid.
Figure 5.10: Device failure for SiO2 and Al2O3 devices as a function of the
number of sweeps (-5 V to +5 V) applied to the fluid gate at various
backgate voltages in 10 mM, pH 7 Robinson buffer solution.
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5.8 Dependence of pH Sensing on Backgate
Optimization
The devices were first used to demonstrate the utility of the back gate dur-
ing sensing. Recent reports singled out the careful tuning of the applied
fluid gate bias to place devices in the subthreshold regime as a useful tool
for maximizing the sensitivity of both pH and protein detection [105, 106].
Fundamentally, the Debye length can be varied in the silicon channel. The
Debye length dictates how far electric fields will penetrate into the silicon
channel and is given by:
λSi =
√
si0kT
q2ρ
(5.2)
where si is the dielectric constant of silicon,k is the Boltzmann constant, ρ
is the net charge density, and q is the elemental charge (λSi ≈1-2 nm for ρ
= 1018 − 1019 cm−3). In response to charge modulation at the gate dielec-
tric/fluid interface due to pH or protein binding events, changes in carrier
concentration in the channel will occur principally within a Debye length
away from the gate dielectric/silicon interface. By using the applied bias to
reduce the net charge in the channel, the Debye length is increased, allowing
for a higher percentage of the silicon channel to feel changes in charge at
the surface, leading to increased sensitivity. In this work, we show that the
applied back gate bias can be similarly utilized to modulate the effective elec-
trical device thickness. Distinct from a recent report, which demonstrated
pH responses above the Nernstian limit by measuring shifts in the threshold
voltage sweeping the back gate [132], our work uses the back gate only to
optimize the silicon channel while sweeping the front fluidic gate potential.
This method measures surface potential shifts at the sensing interface, which
is of direct interest. The concept is analogous to accumulation mode fully
depleted double-gated SOI MOSFETs [133–135] and is illustrated schemati-
cally in Figure 5.11. Assuming that the front gate has been biased to place
the top part of the channel into accumulation, changes in surface charge will
only be felt a few nanometers into the top surface of the channel. If the back
gate is biased to put the back of the channel into accumulation (VBA less
than -5 V for most of the devices in this work), then a significant part of
the 30 nm thick channel will conduct current that is insensitive to changes
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Figure 5.11: Schematic demonstrating the concept of using a backgate
voltage to modulate the effective electrical thickness of the channel. On the
left, when the back surface of the silicon is assumed to be in accumulation,
a large percentage of the cross sectional area of the conductive channel
(anything below the Debye length from the front) will not sense changes in
charge at the dielectric-fluid interface. On the right, when the back surface
is placed in depletion, the effective conductive thickness of the channel has
been reduced so that the majority of the channel can detect charge. The
fluid gate is assumed to be biased in both cases to place the front surface in
accumulation.
in surface charge (Figure 5.11, left). Alternatively, if the back gate has been
biased such that the channel is depleted except for the top accumulated sur-
face (Figure 5.11, right), the effective electrical thickness of the device has
now been reduced to the order of a few nanometers. In this case, changes
in surface charge directly influence the entire electrically active area of the
channel, which will lead to increased sensitivity. The physical thickness of
the device, at 30 nm, is much less than the theoretical maximum achievable
depletion width for a 1015 p-type doped channel (≈ 800 nm). Medici, a 2D
device simulation tool, was used to simulate the net carrier concentration as a
function of the vertical position in the channel (Figure 5.12), with an applied
front gate voltage of VFG = - 1 V and two different back gate voltages, VBG
= -7 V and -4 V. A silicon surface carrier concentration on the order of 1018
at the top channel/gate dielectric interface was simulated for both back gate
accumulated and depleted. However, when the back silicon accumulates, an
additional channel forms at the back gate. This channel will be insensitive to
charge changes at the front, thus reducing overall sensitivity. The expected
trends were then confirmed experimentally.
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Figure 5.12: Simulated carrier densities in the channel of nanoFET devices
for the case of back accumulated (VBA = -7 V) and back depleted (VBD = -4
V). The front gate was accumulated at VFG = - 1 V, and the concentration
of charged sites on the surface was taken to be Ns = 10
13 cm−2.
pH experiments over the devices were performed using the setup described
in Section 3.3.3. Any of ten devices connected to the electronic setup could
be measured via control with the central computer, allowing for easily testing
multiple devices at each pH point. This was especially useful in the real time
measurements, where current or conductance was measured as a function
of time. Multiple syringes and syringe pumps were used to slowly flow the
solutions through the microfluidic system, over the chip, and finally into the
waste receptacle at a rate of a few µL per minute. Typically, to ensure that a
pH solution had been fully exchanged over the surface, each point was flown
for at least 15-20 minutes over the device before the measurement was per-
formed. Robinson buffer pH solutions were made using 1 mM acetic, 1 mM
phosphate, and 1 mM boric with titrated HCl/NaOH to obtain the desired
pH. All pH solutions were measured at the conclusion of the experiment to
ensure that the pH had not changed significantly during the course of the
experiment. Robinson buffer solutions have good pH stability over a wide
range of pH values due to being composed of various salts with pKa values
at different values over 2-9. As the solutions slowly flowed over the surface of
the 50 nm wide Al2O3 devices, drain source current was measured as a func-
tion of applied fluidic gate bias at two fixed back gate biases to put the back
silicon first in accumulation then depletion. An example of a typical result
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Figure 5.13: Experimental data showing the percentage change in current
from the current at pH 2.6 for three 50 nm wide Al2O3 nanowire devices at
two different backgate voltages in accumulation and depletion (VBG = -7 V
and VBG = -4 V). A higher sensitivity is noted in the case of the back
depletion. Error bars were calculated as the standard deviation of the
percentage error for the three employed devices.
is shown in Figure 5.13, at an applied fluid gate of VFG = 1.5 V. When the
back silicon was placed into accumulation, at VBA = -4 V, a distinct increase
in current of around 100% of the original value was observed when varying
the pH from 2.6 to 8.3. However, when the back was placed into depletion
(VBD = -7 V), a far higher change was observed: up to 700% increase in
current, which matches the predictions of the Medici simulations.
5.9 Comparison of Al2O3 Devices to the Baseline SiO2
Devices for pH Sensing
Next, we used the back gate optimization technique to compare the perfor-
mance of devices with Al2O3 gate dielectric against SiO2, which has been
traditionally used in nanoscale field effect biosensors. Al2O3 films are ex-
pected to have greater sensitivity to pH changes than their SiO2 counter-
parts. When biosensor device sensitivity is defined as S = ∆G/G0, Nair et
al. showed that device sensitivity is linearly proportional to r, and can be
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written as [111]:
S =
2r0ψ0N(t)
qa2NDlog(1 +
tD
a
)
(5.3)
where N(t) is the density of charge states at the surface, a is a geometry
parameter, ND is the doping of the silicon, and tD is the thickness of the gate
dielectric. The linear relationship here between the dielectric constant and
the predicted sensitivity is a direct result of increase in the oxide capacitance
as was discussed earlier. In addition, for pH sensing, the change in surface
potential for an ISFET sensor (which is directly relevant here) is given by [48]:
ψ0 =
−2.3RT
F
∆pH
(2.3kT/q2)(Cs/βs) + 1
(5.4)
where Cs is the differential double layer capacitance (dependent mostly on
the ion concentration of the solution) and βs is the buffer capacity of the
surface, which is known to be markedly higher for Al2O3 when compared
to SiO2 [48]. The sensitivity enhancement offered by an Al2O3 dielectric
is thus two-fold: (1) the increase in the dielectric constant correlates to an
increase in oxide capacitance, thereby enhancing the response, and (2) the
buffer capacity of the surface of aluminum films is higher, which leads to a
higher surface potential shift for aluminum oxide devices.
We performed a side by side comparison of the silicon dioxide (100 A˚
gate dielectric) and the aluminum oxide devices (150 A˚ gate dielectric). The
devices were optimized for back gate biasing conditions, and were placed into
the Robinson buffer solutions of varying pH. At each pH, IDS was measured
as a function of VFG for a constant VBG. The threshold voltage for each curve
was extracted using a constant current method. Results for three Al2O3 and
three SiO2 devices, all 50 nm in width and 30 nm thick, are shown in Figure
5.14. The observed average sensitivity of threshold voltage shift per pH is
approximately 2 times higher for the Al2O3 devices when compared to the
SiO2 devices, which is slightly higher than reported comparisons for ISFET
devices, around 1.3 [48]. This increase in sensitivity is observed despite the
fact that the Al2O3 devices had a thicker gate dielectric which helps with
robustness and reduction of leakage currents. In addition, the Al2O3 devices
exhibit an average pH response (from pH 2.6 to 8.3) that is approximately 1.3
times higher than recent reports of the pH sensitivity of SiO2 devices using a
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Figure 5.14: Experimental comparison of pH-induced threshold changes
using three Al2O3 NWFET devices and three SiO2 devices. The Al2O3
devices demonstrate a higher sensitivity to pH, which is expected based on
the difference in buffer capacities of the surfaces. Error bars were calculated
using the standard deviation of the threshold voltage shifts of the three
devices used in the study.
similar back gate structure [132]. The error bars in Figure 5.14 were obtained
as an average of the results of three different devices, and are due mostly to
device to device variation. Individual devices showed high repeatability of
less than 10 mV variation in threshold voltage for five sweeps.
5.10 Effect of Device Width on pH Sensing
The Al2O3 devices were next used to investigate the effect of device width
on sensitivity of pH detection, with and without back gate optimization. We
found that for devices with a physical thickness of 30 nm, the devices showed
very similar responses to changes in pH for a range of widths varying from
50 nm (nanowires) up to 2 m (nanoplates). This is explained conceptually
in Figure 5.15. When the thickness of the devices is much larger than the
silicon Debye length (top) as previously reported [104], changes in charge at
the surface affect a much larger percentage of the cross-section of the device
channel for a wire configuration (left) as compared to a plate (right), thus re-
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sulting in higher responses for the wire as compared to the plate. This is due
primarily to the exposure of the sidewalls of a nanowire device, which allow
for more of the channel charge to be modulated by the sidewall. However,
for our devices, after back gate optimization, the effective electrical channel
thickness is much smaller than or on the same order as the silicon Debye
length (Figure 5.15, bottom). Changes in charge at the top surface affect
the entire channel regardless of whether a nanowire or a nanoplate is used
to measure response. In this case, very little dependence of sensitivity or
response is expected on device width. This trend was observed experimen-
tally for Al2O3 devices, by flowing Robinson buffers of different pH values
over 50 nm, 200 nm, 400 nm, 1 m, and 2 µm wide devices patterned on the
same chip in close proximity. With the optimization of back gate bias condi-
tions, we saw very little relationship between device width and the measured
average pH response (Figure 5.16, top), with a maximum deviation of less
than 15% for all the device widths measured. However, when the back gate
was left floating (making the device electrical thickness on the order of the
physical thickness), a slight improvement in average pH response of around
300% could be seen when decreasing the device width from a 2 µm plate
to a 50 nm wire (Figure 5.16, bottom). These results lend evidence to the
claim that the primary concern for increasing pH sensitivity is maintaining a
device electrical thickness that is much smaller than the silicon Debye length.
Decreasing device width beneath the lithographical limit often results in in-
creased cost and complexity of processing and may be unnecessary if proper
biasing schemes are applied, in the case of pH sensing.
5.11 Conclusions
In summary, we have explored critical parameters that could be used to
optimize the sensing of pH changes by field-effect sensors. We have demon-
strated a top-down fabrication process that incorporates a new dielectric
material, Al2O3, suggesting the possibility that a wide variety of other high
k-dielectrics can also be utilized in nanowire field-effect sensors. The use of
high-k dielectric materials improves both sensitivity and robustness by allow-
ing for the use of a thicker gate dielectric, which reduces gate leakage issues
in fluid. Both the Al2O3 and SiO2 devices showed normal stable transistor
106
Figure 5.15: Schematic illustrating two separate cases: when the silicon
Debye length is much less than the silicon thickness (top) and when the
Debye length is much greater (bottom). A large difference in the % of the
channel that can sense charge at the dielectric/fluid interface is noted for
nanowire vs. nanoplate in the top case, whereas no difference is seen in the
bottom case.
Figure 5.16: Average pH response (calculated by fitting a line to eight pH
points) as a function of device width (50 nm, 200 nm, 400 nm, 1 m, and 2
µm wide devices) in an experiment with both optimized back gate biases
(top) and with the back gate left floating (bottom). The response is seen to
be virtually independent of device width when the back gate is optimized,
but a slight increase in response is seen when reducing device width in the
case of the floating back gate. Error bars were calculated with three
separate devices in each case.
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operation. By applying a potential to the back gate we were able to thin
the effective electrical thickness of the devices to a few nanometers, which
dramatically increases the response of the devices. The Al2O3 devices outper-
formed their counterpart SiO2 devices by an average sensitivity improvement
of 1.97. Lastly, an on-chip comparison of devices of varying width from the
nanoscale to the microscale showed that when the effective device thickness
is on the order of the silicon Debye length, response to changes in pH is
relatively independent of device width.
Though these results demonstrate the advantages of using a high-k dielec-
tric over a normal SiO2 surface, there is still much room for improvement in
the following areas:
• Device-to-device variation: The error bars shown in Figure 5.14 are due
primarily to the variation in threshold voltage, device characteristics,
and pH response of one device to another. These variations are induced
mostly due to the lack of cleaniless and repeatability of machines in a
university cleanroom. Methods to improve these non-idealities will be
discussed in Chapter 6.
• Device noise: Average individual device noise for these devices was on
the order of 10 mV or less. There is significant room for improvement.
The devices discussed in Chapter 6 can have noise less than 1 mV.
• Minimum detectable pH resolution: As a result of the large noise, even
if Nerntian response of 59 mV/pH was achieved, with a 3X noise ratio,
the minimum detectable pH difference would be about 0.5, which is well
above what even commercial sensors can easily detect (around 0.01 pH
units). Future work with the HfO2 dielectric devices will significantly
improve on this important parameter.
Work in Chapter 6 will address most of these issues in addition to further
increasing stability, pH response, and robustness in fluid with a HfO2 gate
dielectric.
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CHAPTER 6
HAFNIUM OXIDE GATE DIELECTRIC
FOR SENSITIVE PH AND SMALL
NUCLEIC ACID OLIGOMER DETECTION
This chapter will discuss the fabrication of devices with a HfO2 gate dielectric
and their use for sensitive detection of pH changes and DNA analogues of
important microRNA sequences.
6.1 Introduction
Point-of-care (POC) diagnostics has emerged as an exciting field where de-
vices can provide rapid, cheap, and accurate results in a portable fash-
ion. Such diagnostic devices have the potential to provide critical patient
information more rapidly than instruments in centralized lab facilities at
cheaper costs, reducing the turnaround time for results in critical care situa-
tions [136, 137]. Moreover, POC diagnostics can present patients with more
control of their own therapy [138], leading to greater patient satisfaction and
improved clinical outcome. In particular, treatment for various forms of can-
cer could highly benefit from such POC devices. As our knowledge of cancer
pathways rapidly grows, important indicators of cancer have been revealed,
including changes in the genome, exome, transcriptome, and expression lev-
els of several cancer biomarkers such as proteins and microRNA (miRNA).
Devices that could rapidly detect cancer biomarkers in a rapid, accurate,
multiplexed, and cost-efficient fashion would revolutionize cancer treatment,
allowing for better evaluation of the efficacy of treatment, earlier detection
of cancer, and de-convolution of the complex pathways that result in cancer.
Adaption of the ubiquitous field-effect transistor (FET) technology has
been proposed as a possible core technology for the sensing component of
POC devices, due to the potential for low per unit cost, label-free detection,
and amenability for scale-up and integration with signal processing electron-
ics. Electrochemical methodologies based upon ion selective field-effect tran-
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sistors (ISFETs) have been well studied over the last 40 years, including use
as biosensors (bioFET) [139–142]. ISFET and bioFET performance is based
upon the charge of a binding biological analyte over the gate insulator of
the FET, which induces changes in the source-drain current of the device.
This allows for label-free, ultrasensitive, and rapid detection of relevant bio-
logical analytes. Labeling can be very heterogeneous as well as detrimental
to target-analyte interactions, reducing the sensitivity and accuracy of the
measurement.
Silicon nanowire FET devices (SiNWFETs), where the silicon channel has
thicknesses and diameters in the tens of nanometers or less, have further
enhanced properties. Using SiNWFETs, researchers have demonstrated de-
tection of biological analytes such as proteins [74, 77, 79, 80, 95, 97], DNA
[39, 45, 76, 143], RNA [93], ions [144], and other small molecules [145] down
to fM concentrations. The increased sensitivity of these devices is mainly
attributed to the increased gate control of the silicon channel due to a higher
surface area to volume ratio. Thus, silicon nanowires show promise in cancer
diagnosis, since various cancer biomarkers may exist in small concentrations
throughout the disease pathogenesis. Silicon nanowire FETs fabricated with
top-down techniques [76, 146–149] are particularly attractive, due to CMOS
compatibility and high amenability for scale-up. However, though nanowire
technology has existed for over a decade, several issues have prevented the
technology from maturation into fully fledged POC products. Various issues
have arisen regarding device stability in fluid such as measurement drift [150],
leakage paths through the sensing dielectric, high signal noise [151], and lack
of repeatability. Silicon oxide, the traditional top gate dielectric, is one of
the main culprits behind several of these issues, due to its relatively low
dielectric constant, low pH buffering capacity, and susceptibility of gradual
charge incorporation by ion diffusion when exposed to fluid [152, 153]. To
circumvent some of these issues, researchers have turned to high-k materi-
als, including aluminum oxide (Al2O3), hafnium oxide (HfO2), and tantalum
oxide (Ta2O5). High-k materials enable high gate oxide capacitance values
even with physically thicker gate oxides, allowing a reduction in leakage cur-
rent. HfO2 has arisen as a particularly promising dielectric for ISFETs and
MOSFETs due to its stability on silicon and its acceptable bandgap and
conduction band offset values. It can be deposited by chemical vapor de-
position and yields improved pH sensitivity. [130] To date, very little work
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has demonstrated characterization and application of hafnium oxide layers
for biosensing using FETs. Annealing of HfO2 has been shown to improve
pH sensitivity in a two-terminal EIS (electrolyte-insulator-semiconductor)
capacitor using capacitance-voltage curves [154]. However, such a structure
does not take advantage of the main desirable property for a FET, its intrin-
sic high current gain (high transconductance). In addition, HfO2 deposited
at high CVD temperatures for ISFETs leads to leakage paths in the silicon
in high aspect ratio areas and results in higher roughness [155], which is un-
desirable for a charge based biosensor. The demonstrated sensitivity for this
structure was very low (biotin and streptavidin detected down to 50 µg/mL).
pH sensing has been demonstrated with a FET structure with encouraging
near-Nernstian results, but no molecular sensing has been reported to date.
Here we describe a process for fabricating robust HfO2 based silicon nanoFET
sensors for biological applications. We use atomic layer deposition (ALD) to
form the hafnium oxide dielectric and a wet etch based process for releasing
the device structures. Unlike CVD methodologies, ALD is more conformal
and can be performed at lower deposition temperatures with better process
control. Additionally, the wet etch based process for device release elimi-
nates the possibility of RIE induced damage to the delicate dielectric layer.
We have characterized in detail the properties of this low temperature de-
position process and optimized subsequent annealing conditions to create a
high quality dielectric. Moreover, we discuss the electrical and chemical ad-
vantages of the process, which include HfO2 becoming an excellent wet etch
stop for acid, alkali, and oxidizing chemistries. By thoroughly characterizing
the HfO2-silicon interface, we were able to produce a high quality gate di-
electric layer, resulting in a device with high repeatability and low hysteresis
in fluid. The devices are highly stable and robust, and show minimal drift
over hours in fluid. As a result, we were able to achieve ≈56mV/pH unit
response for nanowire devices. We then demonstrate the sensitive detection
of a DNA analogue sequence of microRNA, which can be highly important
cancer biomarkers. MicroRNAs (miRNAs) are small RNA oligonucleotides
which bind to messenger RNAs, causing translational repression of proteins
and gene silencing. In this work, we focus on sensing DNA analogues of
miRNAs, which we call microDNAs (miDNA). The miRNA templates we
focus on, miR-10b and miR-21, are commonly upregulated in breast can-
cer [156–160]. Moreover, miR-21 is found in a 4-fold higher concentration
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than miR-10b in normal tissue [161], making miR-10b a harder analyte to
detect even when upregulated. The devices were functionalized with different
molecular weight poly-lysine strands and DNA probes specific to the miR-10b
miDNA sequence. Different sensitivities for the different molecular weight
poly-lysines were achieved for miR-10b, with lower sensitivity being achieved
on the higher molecular weight polymer. Analysis of the layers showed lower
probe density and higher roughness for the higher molecular weight layer of
poly-l-lysine. The devices were able to achieve 100fM detection limits for the
mir-10b miDNA in comparison against a mir-21 non-complementary target,
with a theoretical limit of detection of 1fM.
6.2 Materials and Methods
6.2.1 Materials
All metals for e-beam evaporation were of 99.999% purity and purchased
from Lesker Co. DNA and miDNA strands were purchased from Integrated
DNA Technologies and purified using HPLC. Poly-l-lysine (PLL) of MW
9,000-14,000 and MW 70,000-150,000 were purchased from Sigma in pow-
der form and used without further purification. Robinson buffer solutions
composed of 1mM acetic acid, 1mM phosphoric acid, and 1mM boric acid
were titrated with NaOH/HCl from pHs 4-12. All buffer components were
purchased from Fisher Scientific. A leak-free Ag/AgCl reference electrode
was used to apply bias to the fluid on top of the devices and was purchased
from Warner Instruments.
6.2.2 Device Fabrication
The detailed process flow was very similar to that covered in Chapter 3. The
fabrication flow began with bonded Silicon-on-Insulator (SOI) wafers, doped
p-type at 1015/cm2 with a buried oxide thickness of 1,450 A˚ and top silicon
thickness of 550 A˚. The top silicon was thinned to approximately 300 A˚ by
dry oxidation and stripping of the oxidized layer with 10:1 buffered oxide
etch. The wires were then defined via electron beam lithography and wet
etched with 25% TMAH to define the active silicon area. The source and
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drain regions were doped with boron (simulated doping 1019/cm2) by ion
implantation, and annealed at 1000 ◦C for 5 minutes to active the dopants.
The wafer was then dipped in 50:1 BOE for 20s to remove any native oxide,
and an SC1/SC2 clean performed. The wafer then underwent a rapid thermal
anneal at 1000 ◦C for 60s to help densify the native oxide layer. The HfO2
gate dielectric was deposited by ALD at a temperature of 120 ◦C for 100
cycles. Following the gate dielectric formation, via holes were etched into
the contact regions with 10:1 BOE, and a 100 A˚ Ni/50 A˚ TiN layer was
deposited in the contact regions by RF sputtering. A rapid thermal anneal
was performed at 500◦C in Ar to form NiSi and reduce the contact resistance
at the source and drain regions of the devices, while also densifying the
HfO2 and creating a wet etch stop. Next, 150nm of Al was sputtered and
patterned over the contact areas. A 450 ◦C furnace anneal in Ar/H2 was
performed for 30 min to anneal the contacts and remove interface traps in
the oxide. Afterwards, a 5,000 A˚ thick passivation layer of PECVD SiOxNy
was deposited over the entire wafer. Metal pad areas on the outside of the
Al leads were defined by optical lithography and 10:1 BOE was used to etch
the passivation layer. Metal pads composed of 50nm Ti/ 300nm Ni/ 500nm
Au were then deposited by e-beam evaporation. The final passivation layer
etchback to release the HfO2 devices was done using 10:1 BOE. Subsequently,
the wafer is diced (American Precision Dicing) into chips of 1.5x1.5cm for
testing.
6.2.3 Materials Characterization
For thickness characterization, HfO2 of varying thicknesses was deposited by
ALD onto polished Si wafers and annealed according to the device fabrication
above. The wafer was then covered with photoresist and diced into 1x1cm
dies. Ellipsometry measurements were taken using a Rudolph FEIII ellip-
someter at a wavelength of 632.8nm and an angle of 70 degrees. Each mea-
surement was taken over ten different areas of a chip and averaged together
to get a thickness and standard deviation. For fluorescence measurements,
a 1 µm thick thermal oxide was grown on a polished Si and then 100 cy-
cles ALD HfO2 deposited on top. The thick grown oxide was to limit signal
degradation due to fluorescence interference contrast (FLIC) [162]. The HfO2
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was subsequently annealed according to the device fabrication above. Fluo-
rescent images were taken with a Nikon microscope at an exposure of 800ms
and a gain of 1.3x. Atomic force microscopy images of the HfO2 and PLL
layers were taken with an Asylum Cypher AFM using a Force Modulation
AFM probe tip (Budget Sensors) with a resonant frequency of 75kHz and a
force constant of 1-3 N/m. Force applied to the substrates during contact
mode was calibrated by taking the inverse optical lever sensitivity (invOLS)
of the cantilever deflection on a bare HfO2 surface and calculating the spring
constant of the cantilever by fitting the thermal fluctuations. X-ray photo-
electron spectroscopy of the HfO2, DNA, and PLL layers were taken with a
KRATOS Axis Ultra XPS at a take-off angle of 90 degrees. Survey spectra
were acquired at a pass energy of 160eV with 2 sweeps collected. High res-
olution spectra of Hf 4f, P2p, O1s, C1s, and N1s peaks were collected at a
pass energy of 40eV with a total of 25 passes per peak.
6.2.4 Electrical Measurements
High frequency C-V measurements of HfO2 MOS capacitors were performed
at 1MHz using a Keithley semiconductor parameter analyzer (Keithley 4200)
and corrected for series resistance. The capacitors had a top contact of
30nm TiN/100nm Al, and a back contact of 100nm Al, which were DC sput-
tered. Electrical current measurements and applied biases were controlled
by the Keithley 4200 as well. Fluid gate biases were applied with a leak free
Ag/AgCl reference electrode (Warner Instruments) that made contact to the
solution. Back gate biases were applied using the conductive platform of the
probing station which made contact to the backside of the FET dies. At any
other times, the conductive platform served as the ground for the FET dies
while biases were applied to the fluid gate electrode. The Robinson buffer
pH solutions were made using 1 mM acetic, 1 mM phosphoric, and 1 mM
boric acid with titrated HCl/NaOH to obtain the desired pH. All pH solu-
tions were measured at the conclusion of the experiment to ensure that the
pH had not changed significantly during the course of the experiment.
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6.2.5 Preparation of Devices for DNA Sensing
Before depositing poly-l-lysine, chips were degreased with acetone and methanol,
then rinsed in DI water for 1min. The chips then underwent an O2 plasma
etch at 500mTorr and 200W for 5 mins. Poly-l-lysine solutions were made
to 0.2mg/mL concentration in 5mM Na2B4O7, pH 8.5. Chips are soaked in
PLL solution for 2 hours, then taken out of the solution and rinsed in DI
water for 1 min. Chips are then blown dry with N2 and dessicated for 10min.
The chips are baked at 85 ◦C in a vacuum oven for 4 hours afterwards.
DNA probe and targets were obtained from Integrated DNA Technologies
and diluted to a stock concentration of 100µM in DI water. All stock solutions
were stored at -20 ◦C until used. DNA probe solution (10 µM in 3X SSC
buffer) was spotted on the device in a 10µL volume and allowed to sit for
2 hours in a humidity chamber. The chip was then rinsed in 2X SSC, 0.2X
SSC, and 5% EtOH for 1 min each, and blown dry with N2. To crosslink
the DNA to the PLL, chips were baked at 85 ◦C for 2 hours in a convection
oven. A PDMS well with an adhesive bottom tape was attached to the chip
afterwards. Each well had a circular diameter of 5mm and a fluid volume
of 50µL. The target solutions for varying concentrations of miR-10b and
miR-21 were made in 2X SSC buffer and put in the PDMS well for 30 mins
to hybridize. The target was then rinsed off 3 times in 2X SSC buffer and 3
times in 0.2X SSC buffer before measuring in 0.02X SSC buffer.
6.3 Results and Discussion
One of the most important components of any silicon based FET is the gate
dielectric and its interface with silicon. We chose HfO2 because it currently
satisfies the requirements demanded for CMOS integration. Atomic layer
deposition was chosen as the method for forming the gate dielectric because
of its self-limiting growth process, meaning the thickness is controlled by the
number of deposition cycles, allowing accurate thickness control and uniform
step coverage. Moreover, due the reactive nature of the precursors, the tem-
perature window for deposition is wide. However, the electrical and chemical
properties of the film are temperature dependent as well. Before using HfO2
as our gate dielectric we characterized the properties of the hafnium oxide
layer as deposited and how the thermal treatments taken during our process
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affect the gate dielectric.
During our nanowire process, the hafnium oxide must be susceptible to
hydrofluoric acid wet etching in order to create the contact vias over the
source-drain regions of the FET. The concentration of HF also must be gentle
enough to not deteriorate the photoresist, leading us to use a 10:1 BOE
as the reagent. During the course of characterization, we observed that
ALD deposition temperatures higher than 200 ◦C resulted in a layer which
would not etch in BOE solution. Layers deposited at less than 80 ◦C etched
very quickly and had deposition rates much larger than the limiting rate of
≈1A˚/cycle. In our process we use a temperature of 120 ◦C, which gave us a
good compromise between etching rate and deposition rate.
The characterization of the deposition thickness vs. number of cycles was
done using ellipsometry and is shown in Figure 6.1A. Here we assumed a
simple bilayer stack of HfO2 and Si, with refractive indices taken from the
Sopra Material Library. By depositing ALD films between 10 and 90 cycles
and measuring the thickness we were able to verify the deposition rate per
cycle and estimate the interfacial oxide thickness. The overall thickness (T)
of the film on silicon is related to the HfO2 deposition cycle number (NHfO2)
by:
T (nm) = RdepNHfO2 + tSiO2 (6.1)
where Rdep is the deposition rate and tSiO2 the native oxide thickness. By
fitting a line to the data in Figure 6.1A we get a deposition rate of 1.23 A˚
per cycle and, if we extrapolate back to zero cycles, a native oxide thickness
of 9 A˚. These results are within range of the reported growth rates of HfO2
[163,164] and thickness of a chemically grown native oxide [165].
After ALD of the hafnium oxide films, we investigated how annealing would
affect the chemical and electrical properties of the gate dielectric. Annealing
of the films is an important parameter in optimizing the electrical perfor-
mance of the gate dielectric. HfO2 begins to crystallize at temperatures over
500 ◦C, and the crystallization temperature is thickness dependent, increas-
ing with decreasing thickness [166]. Crystallization, although increasing the
dielectric constant, is known to increase the leakage current through grain
boundaries in MOS structures as well. Thus, leakage would be amplified
even more in an aqueous setting where ions are even more mobile than with
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a top metal. During our process we decided to keep our anneal steps below
500 ◦C in order to avoid excess leakage affects. First, we perform a rapid
thermal process in Ar at 500 ◦C for 60s to densify the gate dielectric. Then,
after the deposition of the leads, we do a forming gas anneal (Ar/10%H2) at
475 ◦C for 30 minutes to passivate interface traps and anneal the leads. This
constitutes our basic annealing procedure on the gate dielectric.
To examine how the anneal steps affected the gate dielectric chemically, we
subjected the annealed and unannealed films to various strong acid etchants
such as acid piranha and SC2, as well as in 10:1 BOE. The etch rates for
hafnium oxide annealed vs. unannealed are presented in Figure 6.1B. The
films deposited at 120 ◦C show etch susceptibility for all the etching solu-
tions. Etch rates of 15-40 A˚ per minute are achieved with the various etching
parameters. After the rapid thermal anneal and forming gas treatments, the
hafnium oxide becomes chemically inert. The ellipsometric thickness of the
films only changes by about 5 A˚ for each of the etchants. We attribute the
thickness change to a thin carbonaceous layer on top of the film which is
subsequently removed during exposure to the etching solutions.
In order to determine how the annealing affects the system electrically,
MOS capacitors were formed by sputtering 30nm TiN, then 100nm Al, on the
HfO2, and 100nm Al on the back of p-type silicon contact to create a capacitor
with a structure shown in Figure 6.1D. High frequency capacitance-voltage
curves were taken for as-deposited, RTP only, and RTP+forming gas HfO2
substrates. The results for a 100 cycle ALD HfO2 film are shown in Figure
6.1C. Each device was swept ten times to give insight into its stability. Using
the high frequency capacitance, we can extract parameters such as the oxide
thickness, dielectric constant, effective charge, and flatband voltage. For a
p-type MOS-C, the accumulation region of the C-V curve is observed when
negative voltages are applied to the gate. The oxide capacitance (Cox) is the
high frequency capacitance when the device is biased for strong accumulation.
If we assume the oxide is one entity, the MOS-C acts like a single parallel-
plate capacitor and Cox is related to the total oxide thickness (tox) by:
Cox =
0KeffA
tox
(6.2)
where 0 is the permittivity of free space, A the capacitor area, and Keff the
relative dielectric constant. From Figure 6.1C, we can see that Cox increases
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Figure 6.1: Characterization of the HfO2 gate dielectric deposited by atomic
layer deposition. The thickness of HfO2 versus the amount of ALD cycles is
shown in (A) with the slope inset. The effect of annealing the HfO2 against
chemical etchants is shown in (B) with the ellipsometric thickness versus
etching time. High frequency capacitance-voltage curves for varying steps
in the annealing procedure are in (C) with extracted values inset. The
equivalent oxide thickness extracted from the C-V analysis versus the ALD
cycle amount is plotted in (D) with the extracted dielectric constant inset.
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as we perform the annealing procedures, indicating that Keff is increasing
and thus producing a higher quality HfO2 layer. As we anneal the samples,
we also notice the flatband voltage of the MOSCaps shifts to more posi-
tive potentials and the drift (or variance) becomes minimized for the RTP
and forming gas system. The flatband voltage (Vfb) for MOSCaps can be
expressed as:
Vfb = φMS − Qeff
Cox
(6.3)
where φMS is the work function difference between the metal and the semi-
conductor and Qeff is the effective oxide charge density. The Qeff is also
the sum of the oxide fixed charge(QF ), oxide mobile charge (QM), and oxide
trapped charge (QOT ) with Qeff = QF +QM +QOT . We extract the flatband
voltage from the flatband capacitance by interpolating between the closest
voltages around the flatband capacitance value. We then extract the variance
and Qeff for each MOSCap under study from the flatband voltages for each
curve. The Qeff and variances for each anneal are found in the inset in Figure
6.1C. By annealing the substrates we eliminate most of the effective charge
and variance in the system. This is probably due to the removal of dangling
bonds in the oxides and passivation of interface traps at the HfO2-SiO2 and
SiO2-Si interfaces [167]. To determine the dielectric constant of the annealed
HfO2, different cycles amounts of HfO2 were deposited and Cox determined.
If we assume the dielectric is composed entirely of SiO2 (since the dielectric
constant is known) we can replace the Keff in Equation 6.2 with the dielec-
tric constant of SiO2 (3.9) and extract an equivalent oxide thickness (EOT)
for the layer. An example of this is found in the inset of Figure 6.1D, along
with the stack for the MOS capacitors. The EOT of the HfO2 MOSCaps was
plotted versus the ALD cycle number (N) and is shown in Figure 6.1D. The
EOT is a combination of the HfO2 thickness and dielectric constant with the
interfacial oxide thickness and dielectric constant. It can be expressed in a
linear form by:
EOT (N) =
3.9
K
RdepN + tsio2 (6.4)
The dielectric constant can be extracted from the slope of the line (3.9/K)Rdep
assuming the deposition rate is known, which we extracted from ellipsom-
etry. The interfacial oxide thickness is equivalent to the y-intercept of the
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line, or by extrapolating the fit back to zero cycles. By fitting the points
in Figure 6.1D we determine a dielectric constant of 20.1 for the deposited
ALD film, which meets expectations for a high-quality ALD HfO2 film [168].
The extrapolated interfacial oxide thickness is ≈17 A˚ which agrees well with
literature [169]. This value is substantially higher than the extracted value
from ellipsometry of ≈9 A˚. We attribute this to the high diffusivity of oxy-
gen in HfO2, which commonly increases the interfacial oxide thickness during
anneals [170,171].
Top-down and cross-section images of the nanowires and nanoplates are
shown in Figure 6.2A. Part 1 of Figure 6.2A shows an overall top-down image
of the nanowires. The release window is in the center, indicated by the yellow
arrows, while the metal leads connecting to the nanowires are indicated by
a green arrow. A high magnification image of the nanowires in (1) is shown
in Figure 6.2A(2). The brighter areas represent the nanowires as silicon lies
below the beam, increasing the secondary electron emission. The nanowires
appear to be ≈150nm in width from the top-down image in (2), but the cross
section in (3) shows them to be ≈100nm wide. The cross section in (3) shows
the trapezoidal nature of the nanowires from the TMAH anisotropic etch, as
well as the surrounding HfO2 gate dielectric. The thickness of the HfO2 is
approximately 13nm from the image, although hard to measure precisely due
to the grain size of the metal sputtering. This amount agrees well with the
thickness information we obtained from Figure 6.1. A top down image for
a nanoplate inside the release window is in (4), and shows a nanoplate of
≈2µm width.
A schematic showing the full cross section of a nanowire and the setup
for device testing is in Figure 6.2B. For fluid testing, a leak free Ag/AgCl
reference electrode is biased and swept, with a constant source-drain bias
applied. The back of the handle wafer is grounded, and the Id − Vg transfer
curve is measured.
The stability of the device under operation in 0.02X SSC buffer is shown
in Figure 6.3. Id − Vg curves were swept from positive to negative bias with
the Ag/AgCl electrode and cycled 5 times, shown in Figure 6.3A. The sub-
threshold slope extracted for the device is 112mV/decade, comparatively on
the low end for nanowire devices in fluid testing. The standard deviation for
threshold voltage on the devices is 2.7mV. The combination of a low stan-
dard deviation and a low subthreshold slope indicates the combination of a
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Figure 6.2: Scanning electron micrographs of the silicon nanowires are in
(A). Image 1 shows an overview of the nanowire sensing area, with the
source-drain metal leads (green arrows) and release window (yellow arrows)
highlighted. A high magnification top-down image of the nanwires is shown
in 2. A cross-sectional image of a nanowire is in 3 while a top down image
of a nanoplate is in 4. A horizontal cross sectional schematic of sensing
setup is represented in (B). The relevant structures are color coded to the
left, with an example electrical measurement setup for the source drain
(Vds), fluid gate (Vfg), and back gate (Vbg).
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high stability device and low drift reference electrode in electrolytic solutions.
Moreover, the fluid is exposed to a ≈0.2 cm2 area on the chip, which if not
passivated properly would cause leakage current much higher than the mea-
sured device current. The leakage throughout this area ranged from 300pA
to 1nA, or 1.5 nA/cm2 to 5nA/cm2. An example of long term device stability
in 0.02X SSC buffer is shown in Figure 6.3B. The threshold voltage after each
sweep and the time was recorded and repeated over an hour. The change in
threshold voltage over time decreases rapidly for the first 10 minutes, then
stabilizes. The overall change is 65 mV/hour, with only 10mV change hap-
pening after the first 10 minutes. The standard deviation of the device over
5 sweeps surrounding each time point was also plotted. Briefly, the standard
deviation for sweep 15 would include points from sweep 13-17. The standard
deviation shows a ≈1mV standard deviation per 5 sweeps over the period of
the hour. As the device equilibrates, the standard deviation between sweeps
goes down. The leakage to the fluid gate is in Figure 6.3C, plotted over the
course of an hour, and stays relatively stable near 800pA, indicating little
degradation to the HfO2 dielectric or passivation layer over that time period.
The response and stability of the devices to changes in pH was demon-
strated using Robinson buffers for the nanowires and nanoplates. The changes
in pH will cause a change in the surface potential on the device due to the
proton reactive groups on top of the HfO2 surface. Robinson buffer solu-
tions ranging from pHs of 4.3-10.5 were used and the threshold voltages of
nanowires and nanoplates extracted from the Id-Vg curves. The change in
the surface potential with respect to the pH 7.4 solution, set at zero, was plot-
ted vs. pH for 3 nanowires and 3 nanoplates, and is shown in Figure 6.4. We
achieve a 55.8 mV/pH sensitivity for the nanowires and 51.0 mV sensitivity
for the nanoplates, with the Nernstian limit being 59mV/pH. The sensitiv-
ity of nanowires being higher than bulk devices agrees well with literature
without optimization of the backgate, as does the range of pH sensitivities
found for the HfO2 sensing dielectric.
The sensing of miDNA was done with different molecular weight PLL func-
tionalizations using the same probe molecule. The procedure for modifying
the surface is explained in detail in the Experimental section, but outlined in
Figure 6.5A. Briefly, the poly-l-lysine is electrostatically adsorbed onto the
HfO2 surface and baked on a hotplate at 85
◦C to ensure a good linkage.
Then, the ssDNA probe is electrostatically bound to the HfO2 surface and
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Figure 6.3: Representative source-drain current verse fluid gate voltage for
a nanowire is shown in A. The nanowires were swept for 5 cycles with the
fluid gate leakage also measure (right side of graph) and an enlarged view of
the curve repeatability is inset in A. The change in the threshold voltage
(left side) and standard deviation in threshold (right side) versus time for a
nanowire is in B. The change in the current through the fluid gate versus
time for a nanowire is in C.
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Figure 6.4: The change in surface potential of the HfO2 sensing dielectric
versus solution pH for nanowires (black) and nanoplates (red). The pH
sensitivity for nanowires and nanoplates was extracted through linear
regression and is displayed inset.
the excess is rinsed off. The ssDNA probe is then baked, which covalently
links part of the sugar and phosphate backbone to the poly-l-lysine through
free radical generation. The miDNA target is then hybridized with the probe
and sensed on the device. Poly-l-lysine was chosen since it can be deposited
from aqueous solution and electrostatically bound to both the HfO2 and
phosphate backbone of probe DNA. This allows for the probe DNA, and
binding target, to be in a horizontal conformation [172]. As opposed to a
vertical conformation, a horizontal conformation allows for charge density to
be closer to the surface, thus creating a larger shift in the surface potential.
A horizontal conformation allows for more charge to influence the channel at
a certain Debye length of electrolyte solution.
The sensitivities for the devices with different molecular weight poly-l-
lysines are quite different, which we discuss in Figure 6.7. A lower sensitivity
would occur if the overall effective charge density during binding is less, or
the charges were farther removed from the surface. A few possibilities which
would lead to this are the morphology of the poly-lysine layers as well as
the probe density. Thus, we characterized the poly-lysine layers and probe
attachment to understand the underlying reasons for this discrepancy.
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Table 6.1: Characterizion of the thickness, roughness, and probe density of
the HfO2 surface functionalization process.
We used a combination of ellipsometry, AFM, and XPS to look into the
morphology, thickness, and probe densities (Table 6.1). When the PLL layers
were deposited, the ellipsometric thicknesses came out to be within error
of each other at ≈11A˚ each. This indicates the formation of a polylysine
monolayer on the surface. The ssDNA probe attachment came out to be
within error as well, at ≈20.5A˚ each, which leads us to believe the DNA
rests in a horizontal configuration. The similar thicknesses for both indicate
we should get similar sensitivity levels for miDNA detection.
Thus, we utilized atomic force microscopy (AFM) to characterize the mor-
phology of the 100 cycle ALD HfO2 layer and the PLL layers. The tapping
mode images in Figure 6.5B are numbered 1-3 in the image set for the un-
treated HfO2, PLL (9-14k), and PLL (70-150k), respectively. The images
for the untreated HfO2 and PLL (9-14k) indicate very smooth and uniform
layers. The roughness values extracted for the HfO2 and PLL (9-14k) are 1.1
and 1.6A˚ RMS, respectively. The morphology of the PLL (70-150k) is much
rougher and has a porous, spongelike appearance. These pores, represented
by the darker spotted areas in the image, appear to be the thickness of the
monolayer or close to it. Moreover, we were able to determine the thickness
of the films by applying a 50nN force to the tip in contact mode and scratch-
ing away the PLL layers, then reimaging a larger area in tapping mode. A
50nN force is known to be more than enough to remove organic monolayers
and silane layers, without damaging the underlying surface [173]. The images
after a 50nN force are 4-6 in the image set. The untreated HfO2 shows no
changes in height, indicating a hard surface. The PLL layers show distinct
changes in thickness, indicated by the square scratched area visualized in
images 5 and 6. Taking a section analysis across the scratched areas gives
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Figure 6.5: A schematic of the surface functionalization of the HfO2 surface
for microDNA sensing is shown in (A). AFM images of the HfO2 and
poly-l-lysine layers of different molecular weights are shown in (B). Tapping
mode images with no force applied (upper) for the different layers, and
after a 50nN scratching force (bottom) are displayed. The scale bar for all
AFM images is on the right. A cross section for the images with 50nN force
applied is in part C. The cross sections are color coded to images in B with
an inset representing the cross sectional area.
us the thickness of the PLL films, and is shown in Figure 6.5C. The images
4-6 in 5B are color coded to match up with section analyses in Figure 6.5C.
The section analyses showed a similar thickness for the PLL layers compared
to ellipsometry and are in Table 6.1. However, the buildup of material on
the side of the scratched away area was much greater for the lower molecular
weight layer (data not shown). This indicates the amount of material for the
higher molecular weight PLL on the substrate was less, leaning towards the
evidence of a more porous and incomplete layer.
Attachment of the probe DNA to the PLL layers was measured using two
techniques: (1) XPS for the P2p peak intensity from the DNA backbone
and (2) fluorescence with a Texas Red labeled miR-10b probe. The XPS
P2p signal intensity for the HfO2 and probe DNA on the two PLL layers
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is in Figure 6.6A. The peak for the ssDNA on PLL(9-14k) is much larger
than the one on PLL (70-150k), indicating a higher probe density. The peak
intensities are in Table 6.1, with a ratio of approximately 1.8:1 for the PLL(9-
14k):PLL(70-150k). The fluorescently labeled micrographs of bare HfO2 and
PLL layers, both with and without probe are in Figure 6.6B. The quantifi-
cation of the fluorescent intensity is in the bar graph in Figure 6.6C. Images
1 and 2 show the bare HfO2 layer with and without the probe attachment
procedure. The amount of background fluorescence for the HfO2 with and
without probe is about the same. Thus, DNA has very little non-specific
adsorption to HfO2, which should make for better selectivity and fewer is-
sues with blocking. Images 3 and 4 show the background fluorescence for the
PLL layers. The PLL (9-14k) layer shows slightly higher background, as to
be expected since there are more optically active surface groups according
to AFM. The images for the attachment of the miR-10b probe DNA show
slightly greater than a two-fold intensity difference between the PLL layers,
with PLL (9-14k) containing the higher probe density. This reaffirms the
XPS results in Figure 6.6A, indicating the probe density is much higher on
the lower molecular weight PLL layer.
The demonstration of sensing of miR-10b target on the HfO2 silicon nanowires
is in Figure 6.7, with the DNA probe and RNA target sequences in Table 6.2.
To make sure the devices were being functionalized properly, Id − Vg curves
at key steps during the probe attachment process were taken to examine
the changes in threshold voltage (Figure 6.7A). First, a reference of the bare
HfO2 was taken in the .02X SSC sensing buffer. The deposition of PLL then
shifts the threshold voltage to the left by ≈160mV. The direction of change
is proper since the PLL is positively charged and the device operates in ac-
cumulation mode, thus creating a more negative threshold to compensate for
the positive increase in surface potential. In contrast, when we adsorb the
probe DNA we cause a shift in the opposite direction of ≈90mV relative to
the PLL, which is also expected due to the negative charge density of the
phosphate backbone.
After conjugating the ssDNA probe to the PLL surface, various concen-
trations of miR-10b target were allowed to interact with the sensor for 30
min, then were rinsed off and Id − Vg curves recorded in the .02X SSC sens-
ing buffer. The threshold voltage change with varying RNA target concen-
trations was then measured relative to the ssDNA probe reference (shown
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Figure 6.6: P2p peak intensities from XPS are shown in A for ssDNA
adsorption onto the poly-l-lysine layers of different molecular weights, and
onto the bare HfO2 surface. Fluorescent micrographs of ssDNA probe
immobilization are shown in B for HfO2 and the different molecular weight
poly-l-lysines, both with and without exposure to ssDNA probe.
Fluorescent intensities for images 1-6 in B are plotted in column format in
C.
Table 6.2: Nucleic acid sequences for the immobilized probe and miDNA
targets
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in Figure 6.7B). The signal-to-noise ratio (SNR) for the measurements was
computed and a blue line drawn for 3xSNR, assumed to be the limit of de-
tection for the device. For the lower molecular weight poly-lysine, at least
100fM of miR-10b target was able to be sensed, with an extrapolated limit of
detection of 1fM. However, for the higher molecular weight poly-lysine, the
limit of detection at 3xSNR is close to 1nM, close to 6 orders of magnitude
higher. When the mismatch miR-21 target was allowed to hybridize with the
miR-10b probe, the signal was very small and steady from 100fM all the way
to 1µM concentrations. Most of the miR-21 signals were close to or between
0-5mV change in signal. Error bars for the standard deviation of sweeps over
the measurement are also presented on the graph for each case.
6.4 Conclusions
Here we present a process for the fabrication of HfO2 based top-down sil-
icon nanowires and nanoplates with high stability and robustness in fluid.
The ALD process for creating the HfO2 gate dielectric was thoroughly char-
acterized by ellipsometry, AFM, and CV measurements to assure us of a
high quality layer. The devices respond to pH in accordance to sensitivities
of other HfO2 ISFETs, with nanowires slightly more sensitive than plates.
Moreover, we characterized the difference between different molecular weight
layers of PLL in terms of their surface morphology, thickness, and probe
attachment densities. The average thicknesses of the layers were found to
be about the same by AFM and ellipsometry: however, the probe density
of the lower molecular weight PLL was about twice as much as the higher
molecular weight one. This was confirmed by both fluorescence and XPS.
Moreover, the AFM indicated the higher molecular weight PLL was much
rougher and porous, perhaps contributing to the lower response to miDNA
target using this polymer. Using these different layers for sensing of miDNA
on a nanowire yielded limit of detection differences over 5 orders of mag-
nitude, with the lower molecular weight PLL having higher sensitivity. By
using the lower molecular weight poly-l-lysine, we were able to detect down
to 100fM of miR-10b with a theoretical limit of detection of 1fM.
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Figure 6.7: Id − Vg transfer curves of the surface functionalization process
with PLL (9-14K) are shown in A. The changes in surface potential from
the reference HfO2 (A, inset) show a negative shift for the PLL deposition
and the opposite shift for the probe immobilization. The change in surface
potential versus the concentration of target in solution is plotted in B for
the two different poly-l-lysines. The change in surface potential for the
mismatched target is shown to be negligible (red symbols) and a theoretical
limit of detection line is drawn in blue.
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CHAPTER 7
COUPLED NANOWIRE-NANOPLATE
SENSOR FOR ULTRASENSITIVE PH
DETECTION
7.1 Introduction
This chapter will discuss a novel scheme for the combination of a nanowire
and a nanoplate HfO2 device for the ultrasensitive detection of pH. pH sensors
in general are limited by the Nernstian limit of 59 mV/pH, with a detection
limit dictated by the noise of the measurement. In this chapter, by using
channels differing in width by a factor of 40, we demonstrate that the de-
tectable signal-to-noise ratio can be vastly improved, enabling pH detection
down to a theoretical 0.002 pH units, which is about one order of magnitude
higher than the best value achievable with available commercial sensors. Such
an ultrasensitive pH detection capability could be used for many applications,
the most predominant of which is for monitoring of cancer progression from
the intracellular and extracellular pH of tumor cells.
7.2 Motivation for Ultrasensitive pH Detection
Though there are a wide variety of types of cancer, tumor cells are well known
to universally share many characteristics, including unbounded cell prolifera-
tion, resistance to growth-inhibitory signals, dysregulation of apoptosis, and
self-induced increase in growth signals. The mechanisms underlying these
characteristics are the subject of intensive study, and have yet to be fully
understood. In the past fifteen years, cell pH has emerged as a possible
tool to further investigate the mechanisms behind tumour progression and
to measure the efficacy of cancer treatment [174]. A strong correlation has
been documented by many studies between the dysregulation of pH (both
intracellular and extracellular) and cancer. Normal adult cells usually ex-
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Figure 7.1: The reversed gradient of cancer cells compared to normal cells.
pHi is increased by 0.2, while pHe is decreased by 0.3-0.7 pH units. This
facilitates a variety of mechanisms that leads to cancer cell growth.
Adapted from [174].
hibit a pH gradient of around -0.2 (intracellular pH, pHi≈7.2; extracellular
pH, pHe≈7.4), which is maintained by several key cell membrane pumps.
For cancer cells, however, as the tumor volume increases, the gradient is
gradually reversed until pHi values of 7.4 and pHe values of 6.7-7.1 can be
measured [175–179]. Although it is not yet clear what causes this pH dys-
regulation, a variety of cell processes are highly affected by changes in pH.
Figure 7.1 illustrates a few hypotheses of the effects these observed pH shifts
could have on cancer cells, including many of the main hallmarks of cancer
cells (adapted from [174]). Regardless of the cause of these shifts, meth-
ods for the sensitive measurement of intracellular and extracellular pH have
proven to be useful for both the monitoring of the progression of cancer [177]
and for the evaluation of the efficacy of cancer treatment methods [180].
Intracellular pH in particular offers relatively uncharted territory and op-
portunities for both the differentiation of cancer cells from healthy cells [174],
as well as for possible treatment options [181]. Conflicting reports exist,
some showing increases in intracellular pH for cancer cells [175], and some
with decreases over time [177]. In addition, measurements can be very noisy,
increasing the minimum pH detection resolution to as much as 0.05-0.18 pH
units [176], which approaches the total expected pH change from cancer to
healthy cells. Intracellular measurements can become difficult due to the
need to probe very small volumes of fluid within the cells of interest with-
out perturbing intracellular activity. These measurements should be taken
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Figure 7.2: The reversed gradient of cancer cells compared to normal cells.
pHi is increased by 0.2, while pHe is decreased by 0.3-0.7 pH units. This
facilitates a variety of mechanisms that leads to cancer cell growth.
Adapted from [174].
preferably without any modifications to the inside of the cell with as high
resolution possible. Figure 7.2 shows the monitoring of both extracellular
and intracellular pH in a MCF-7/S breast cancer tumor as a function of tu-
mor size, measured with magnetic resonance spectroscopy (MRS). Definite
trends of changing pHi and pHe can be seen, though the signal-to-noise ratio
of the measurement has much room for improvement. There are clear oppor-
tunities for enhanced methods for detection of intracellular pH in real time
with higher resolution.
A variety of methods have been developed to measure cell pH in vivo. Mi-
croelectrodes can be used for extracellular measurements but are generally
too large to measure pHi [182]. magnetic resonance spectroscopy and mag-
netic resonance imaging (MRI) are the most commonly used techniques over
the past two decades, and have the capability to measure both pHi and pHe
in vivo in living tumours from animal and human models [177,181,183–185].
Most of the quoted values for pH have been measured with these techniques.
However, MRS and MRI require elaborate machinery, trained technicians,
and therefore significant resources. Fluorescent nanoparticles have recently
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been investigated as possible pH sensors with high spatial resolution [186],
but this technique requires bulky imaging components and labeled particles
that could possibly alter cell activity. Cellular probes, such as nanorods or
nanowires, have been proposed that can enter the cells in real time to moni-
tor intracellular pH, but most studies are very preliminary, and it is not clear
whether or not the invasive nature of interrogation could affect the measured
results [187]. ISFETs have been used to accurately measure pH since the
1970s [48]. More recently, nanowire FET chemical and biological sensors
(with widths on the order of 5-50 nm) have been shown to have improved
pH measurement capability [74, 188, 189]. These FET sensors offer the at-
tractive possibility of label-free, cheap, rapid, highly parallel, ultra-sensitive
detection of pH at the nanoscale. There is a large opportunity for increasing
the resolution of the pH detection (the smallest pH changes that can be de-
tected) with these devices towards improved monitoring of minute changes in
extracellular and intracellular pH of cells as a function of cancer progression.
7.3 The Nanowire-Nanoplate Combination Sensor
A schematic demonstrating the nanowire-nanoplate combination sensor is
shown in Figure 7.3. Two devices of varying width are biased in parallel. T1
is a nanoplate device with width of 2 µm, and T2 is a nanowire device with
width of 50 nm. The output current is measured at the shorted drain nodes
of the devices as is shown in the schematic. This current is the sum of the
source-drain current for both devices:
I = IDS1 + IDS2 (7.1)
The two transistors have separate fluid wells and separate reference elec-
trodes, which can be used to control the separate fluid potentials separately.
T1 is considered to be the sensing element, and is exposed to solutions of
varying pH with a fixed gate bias, VFG2. T2 is the “transducer” element, and
is exposed to only a reference solution throughout the experiments. Transfer
characteristics of T2 are used as the output characteristic (by sweeping VFG1),
while the pH of the solutions over T2 is the input characteristic. As the pH
is changed over T1, large changes in the total current I will be induced due
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Figure 7.3: Schematic demonstrating the nanowire-nanoplate pH sensor
configuration. A constant DC bias is applied to the gate of T2, the plate
device. The gate of T1, the wire, is swept while the total current I is
measured as a function of the pH over T2.
to the surface potential changes over T1. In order to counterbalance these
large changes in current to preserve the same total current I, very large shifts
in the I-VFG2 are needed as illustrated in Figure 7.6. These large shifts are
amplified by a factor of approximately W2/W1 (about 40 in this case). This
leads to a dramatic decrease in the smallest pH shift that is detectable by
the system.
7.4 Theoretical Framework for the
Nanowire-Nanoplate Sensor
Since T1 and T2 are both accumulation p-type devices operating in the linear
regime (VDS=0.25 V for both devices), the drain current modulation in T2
due to a shift in the gate voltage at T2 is given by:
∆IDS2 = µ1COX2(W/L)2VDS∆VFG2 (7.2)
If T1 is kept in accumulation with a small negative VFG1, then the band
bending at the surface of the silicon will be very small, and when the current
of T1 is modulated due to changes in pH over T1 it will be given by:
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∆IDS1 = µ1COX1(W/L)2VDS∆VFG1 (7.3)
where the ∆VFG1 term is due to changes in ψ01, the surface potential over
T1 due to changes in pH. For T2 to fully counterbalance this shift in current,
we need to set ∆IDS1 = ∆IDS2, or:
∆VGS2
∆VGS1
=
(
µ1
µ2
(W/L)1
(W/L)2
VDS1
VDS2
)
COX1
COX2
= α
COX1
COX2
(7.4)
With appropriate design of any of the parameters above, including device
(W/L), mobility, or source-drain current, α can be much greater than 1.
With current double-gated field-effect transistors, which operate on a similar
principle by using differences in the oxide capacitance, this term is equal to
1 [132] and only allows one degree of freedom for control of the amplification
factor.
The above analysis is only for the accumulation region and is not complete
since the surface potential change over T1 due to change in pH is not a fully
independent parameter. To numerically solve for the full electrostatics, we
need to consider the electrostatics of the buffer, the semiconductor, and the
top oxide/buffer interface in parallel [190]. Results from such a simulation are
shown in Figure 7.4. Here we can see that the sensitivity factor can approach
≈10 V/pH when T1 is biased in slight accumulation, which is many orders of
magnitude higher than relevant DGFET sensors (0.1-1 V/pH). In depletion
(with slightly positive gate biases), the sensitivity factor can be seen to drop
off, though not by much. For the rest of this work, T1 was always biased in
slight accumulation.
7.5 Results and Discussion
All experimental results presented in this chapter were obtained with similar
conditions to those described in Chapter 6. Individual transfer characteristics
of the nanowire device and the nanoplate device at five different pH values
are shown in Figure 7.5. The nanowire current is seen to be significantly
lower (≈ 20X) than the current through the plate. A blown up view of
the nanoplate as a function of changing pH is shown in Figure 7.5B. Values
around physiological pH were chosen for higher relevance, and pH points were
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Figure 7.4: Theoretical calculation of pH sensitivity. The sensitivity is
shown as a function of the bias applied to the fluid gate of the nanoplate
subtracted by its flatband voltage. From [190].
designed very close to one another, since this scheme lends itself well for very
high sensitivity but low dynamic range measurements. The current through
T1, the nanoplate in the pH solutions, IDS1, can be seen to monotonically
increase with increasing pH, at about 12-13 nA per 0.1 pH increase. We have
highlighted the vertical line at VFG1 = −0.9V, since this was the low constant
bias applied to T1 to keep it in accumulation during the experiments.
The two devices were then connected as shown in Figure 7.3, and ex-
posed to the different pH solutions. Transfer characteristics were extracted
by sweeping VFG1 and measuring the total current Itotal. Results are shown
in Figure 7.6. The method for determining the shift in “threshold voltage”
is also demonstrated in this figure, where essentially we take a constant cur-
rent, and determine where each curve intersects a horizonal line through this
current. Five sweeps were taken per pH point to quantify the average noise
of the nanoplate (3.45 mV), the nanowire (2.63 mV), and of the combined
system. Results for each shift, including the noise of the combined system,
are shown in Table 7.1. Volts per pH is the sensitivity factor previously
discussed, given by:
S =
∆Vt
∆pH
(7.5)
This sensitivity factor is approximately equal to:
137
Figure 7.5: A- Transfer characteristics for the nanoplate (for 5 different pH
values) and for the nanowire. B-Zoomed in region around the red rectangle
in part A.
S = α(0.059 V/pH) (7.6)
Using this sensitivity factor and the extracted noise for each point, we can
calculate the minimum detectable pH resolution, given by:
∆pHmin =
3
α/δVt
(7.7)
These values are plotted in Table 7.1. For the four shifts noted, the highest
∆pHmin observed was less than 0.002 pH units, around an order of magni-
tude better than any pH sensor currently available. A comparison of this
minimum pH resolution to individual nanoplate, nanowire, and commercial
devices is shown in Figure 7.7. It must be noted that this technique has very
small dynamic range, which is limited by the window in which the transfer
characteristics are swept (for example, from +1 to -2 V in Figure 7.6). It is
intended as a very sensitive measurements of pH values that will not change
significantly over time — for example, for use as intracellular or extracellular
pH detectors of tumor cell environments.
A very puzzling part of these results is the question of why the average noise
for the combined device was not amplified as a result of this configuration.
To reiterate, the relevant extracted noises were (for 5 sweeps):
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Figure 7.6: The transfer characteristics of the combined nanowire-nanoplate
device as a function of pH. The green line shows an example of how the
shift in threshold voltage for the device is calculated.
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Figure 7.7: Comparison of the minimum pH detection resolution to
commercial sensors, to an individual nanoplate, and to an individual
nanowire sensor.
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Table 7.1: Summary of sensitivity and achievable minimum pH resolutions.
• Individual nanowire: 2.63 mV
• Individual nanoplate: 3.45 mV
• Combined device, sweeping the nanowire: < 3 mV
It would be initially expected that this noise should also be multiplied by
the amplification factor (α > 40 for this work) for the combination configu-
ration. Further analysis, however, yields deeper insight.
For a sensor operating in its linear regime, the spectral density of fluctua-
tions in gate voltage for a given source-drain current is primarily dominated
by FET noise, not by the electrolyte noise (I0 ≈ 10mM), and can be given
by [191]:
SV g = SVf b
[
1 +
(
αµeffCeff
ID
gm
)]2
(7.8)
where
SV fb =
q2kTNtλ
fWLC2eff
(7.9)
and
141
ID = µeffCeff
W
L
(VG − VT )VDS, gm = dID
dVG
= µeffCeff
W
L
VDS (7.10)
From these expressions, it can be seen that the average voltage fluctuation
δV is proportional 1/W . We would therefore expect the average noise for the
nanoplate device to be far below that of the nanowire, which is not seen (3.45
mV> 2.63 mV). This is actually quite intuitive, since for stochastic processes,
higher device areas should allow for better integration of noise events and thus
less overall noise. This apparent discrepancy can be explained by assuming an
overall noise of the environment Senv, where Senv ≥ Snw >> Snp, where Snw
and Snp are the intrinsic device noises for the nanowire and the nanoplate,
respectively. These noises are distinct from the actual measured noise of an
experiment, which will always be dominated by the largest noise source —
in this case, Senv. The noise of the environment can include many factors,
including the electrical measurement system, fluctuations in surface potential
and ions at the nanoplate interface, changes in the fluid electrode, etc. The
combination noise of the system then is:
Soverall = max(Senv, αSnp, Snw) (7.11)
From Equation 7.11, we can see that as long as αSnp stays below Senv,
Equation 7.6 for the sensitivity per pH value will hold, and the overall min-
imum detectable pH value will be decreased by α. Fortunately, Snp can be
arbitrarily controlled by the device width of T1 so that this is always the
case. This concept is further illustrated in Figure 7.8.
7.6 Conclusions
In conclusion, we have demonstrated the use of a nanowire-nanoplate combi-
nation sensor for the detection of pH units down to 0.002, which is an order
of magnitude better than commercial sensors and is, to our knowledge, the
most sensitive bioFET pH sensor reported to date. An increase in the ob-
served signal was achieved by a huge difference in the source-drain currents
of the two devices, which was used to induce a large threshold shift for the
nanowire device due to pH changes on the nanoplate device. The measured
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Figure 7.8: (a) The measured signal (blue dots) and instrument noise (green
circles) plotted as a function of the nanoplate gate bias for the nanoplate
sensor. (b) Corresponding plot for the combined sensor scheme. The
theoretical limit of the noise is also shown in red (solid curve). The ratios of
signal to nosie in each figure indicate the SNR of each sensor configuration
noise was not enhanced in this process due to an environmental noise factor
that was larger than the intrinsic nanoplate and nanowire noise. As long as
the intrinsic nanoplate noise is kept to lower than the environmental noise
divided by α, the amplification factor, the resulting pH sensitivity will be
α(0.059 mV/pH). This method for ultrasensitive detection can be used for
many applications, including the monitoring of intracellular and extracellular
pH in tumor cells.
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CHAPTER 8
CONCLUSIONS AND FUTURE WORK
8.1 Conclusions
This dissertation has demonstrated progress towards developing a repeat-
able, reliable, and robust nanoFET sensor platform for the ultrasensitive
detection of pH, nucleic acid oligomers, and proteins. In Chapter 2, we dis-
cussed the relevant literature and background for field-effect sensors, which
allow for the sensitive, label-free detection of pH changes and biomolecules
in solution. The technology offers several important advantages over related
technologies, including amenability to scale-up, ease of integration, low per
unit cost, low sample volumes, quick detection times, and very high sen-
sitivity to low concentrations of target analytes. Chapter 3 described the
silicon dioxide gate dielectric fabrication process used as a baseline for the
rest of the work, including efforts to optimize many important features such
as the definition of nanoscale structures, silicon doping concerns, contact re-
sistance, fluid passivation, and exposure of the devices to fluid. In Chapter
4, these devices were used for the detection of pyrophosphate generated from
DNA polymerase activity, for the detection of short DNA strands down to
1 nM, and for the detection of mouse-IgG1 proteins down to 8 fM. These
applications demonstrate that the fabricated devices can be used as sensi-
tive detectors of charge. Chapter 5 illustrated possible improvements to the
baseline process introduced in Chapter 3, specifically by the addition of an
ALD deposited Al2O3 gate dielectric layer in place of SiO2. With a dielectric
constant of approximately 9, aluminum oxide offers several advantages over
silicon dioxide for biosensors, including increased sensitivity to pH due to
increased buffer capacity, higher oxide capacitances which lead to better de-
vice subthreshold slope and transconductance, and better protection of the
silicon channel in fluid environments. The Al2O3 devices were demonstrated
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to have higher sensitivity to pH when compared to their counterpart SiO2
devices. In addition, the importance of optimization of the backgate for such
sensors was illustrated, and the effect of device width on pH sensitivity was
explored. The further extrapolation of this fabrication process was discussed
in Chapter 6, which detailed additional fabrication steps from the baseline
process needed to fabricate HfO2 gate dielectric devices. In this iteration,
several key characterization steps of the gate dielectric-silicon interface were
carefully optimized to reduce the final biosensor noise and decrease minimum
detectable pH changes and biomolecular concentrations. Using this architec-
ture, we demonstrated pH sensitivity of 55.8 mV/pH for nanowire devices
and 51.0 mV/pH for nanoplate devices. The devices were extremely stable in
fluid, had low leakage currents, and were operational for thousands of sweeps
for hours in fluidic environments. The devices were also used for the detection
of DNA analogues of important cancer-related microRNA sequences, down
to 100 fM, with a theoretical detection sensitivity of around 1 fM. Finally,
Chapter 7 discussed a novel dual nanowire-nanoplate combination scheme for
ultrasensitive detection of pH. By amplifying the threshold voltage shift seen
per pH value while keeping the noise limit below the environmental noise,
we were able to demonstrate 4-5 V/pH sensitivity, with the theoretical capa-
bility to detect changes in pH as low as 0.002, which is at least an order of
magnitude better than available commercial sensors. The results presented
in this dissertation can be used for a variety of applications, from detection
of intracellular and extracellular pH in tumor cells to PCR detection to the
sensitive, robust sensing of a wide variety of important biomolecules for can-
cer diagnosis and understanding of complex pathways in the human body
that lead to disease.
8.2 Future Work
With the development of the robust HfO2 platform, several exciting sensing
applications can be explored in the near future. In addition, the combination
nanowire-nanoplate scheme offers opportunities for use in several important
applications.
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8.2.1 Detection of MicroRNA
The most immediate application where the sensors can be used is the detec-
tion of microRNA. The concentration of several miRNA sequences are well
known to be correlated to the stage of cancer, as was discussed in Chapter
6. We demonstrated detection of mir-10b synthetic DNA down to 100 fM in
this dissertation. The opportunities here include:
• Detection of synthetic RNA, which is less stable than the DNA detected
in this work.
• Decreasing the detection limits. We showed that 1 fM detection should
be theoretically possible.
• Testing the crosstalk between mir-10b, mir-21, and other cancer related
microRNA.
• Detection of specific miRNA sequences from total microRNA (all of
the microRNA) that can be isolated from cell lines using commercially
available kits. Table 8.1 demonstrates some initial quantification of of
the numbers of five sequences of miRNA isolated from two different
cell lines, MCF7 (breast cancer cell line) and MCF10 (non-cancerous
negative control) from collaborators at Ohio State University from 1
million cells. Ideally, we would like to match electrical results to results
similar to these, which are typically quantified with real time PCR
(RTPCR) after extraction.
• Detection of specific miRNA sequences from totalRNA, which is similar
to the step above, except with all of the RNA from cell lines, including
much longer sequences.
• Detection of specific miRNA sequences from a bodily fluid, such as
breast aspirate fluid.
The devices illustrated in this dissertation have repeatable characteristics
that will hopefully enable these applications.
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Table 8.1: MicroRNA expression profiles for MCF7 (cancerous) and
MCF10a(non-cancerous) cell lines. Results from M. Paulaitis at Ohio State
University.
8.2.2 Detection of PCR and Cell Lysate via Minute Changes
in pH
Our group recently demonstrated that each of our FET biosensors can also be
used as a nanoscale heating element with ultrahigh spatial resolution in both
the lateral and vertical directions [189, 192]. We are also currently pursuing
scale-down of this technique in individual droplets to reduce the heat sink of
a large well. Initial results show that the application of the AC bias between
the shorted source-drain node of a transistor and the backgate can induce
repeatable temperature profiles in the fluid directly above the devices. We
have shown some preliminary results of the use of this heating technique for
rapid, highly miniaturized PCR on chip and for the localized lysing of cells.
Here, the cell is moved to the wire via a novel magnetic tweezer technique
from Ohio State University [193]. The cells are allowed to settle to the surface
of the devices, and the heating voltages are turned on. Live/dead stains are
used to verify the state of the cell. As can be seen from the images and the
plots, as the heating voltage is turned on, the cells gradually electroporate
and destruct, which allows the dead dye, propidium iodide, to enter the cell
and fluoresce.
We hope to use the ultrasensitive pH technique described in Chapter 7 to
sense the local changes in pH that should be induced from lysing the cell.
As described previously, the intracellular pH is slightly different from the
external pH, and should reflect transitory local pH changes at the surfaces
that can be monitored by the devices. If these differences can be observed
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and recorded, it may be possible to eventually differentiate cancerous cells
from healthy cells using this technique. Additionally, the devices could be
functionalized with probes molecules for interesting nucleic acids, proteins, or
other relevant molecules that would be freed upon cell lysis. This eventually
may be able to replace all the traditional “front-end” sample preparation
steps typically required for lab-on-a-chip sensors.
It is also well known that for every base pair added by DNA polymerase in
PCR reactions, a H+ ion is a by-product of the base pair addition. The entire
sensing mechanism behind Ion Torrent’s DNA sequencing takes advantage of
this fact. However, there are issues with the current sensitivity of electrical
measurement of PCR [13]. Another opportunity for the sensors would be to
combine on chip PCR with the heating elements with electrical, label free
detection of PCR. Such results could enable the possibility of scalable, mi-
croscale PCR reactions in a highly integrated fashion, with both the heating
and detection element employing a very small footprint on a chip that could
easily be combined with signal processing electronics for a true large density
PCR array.
8.2.3 Other Relevant Biomarkers
A wide variety of other biomarkers are important for a variety of diseases,
including cancer. Using the platform established in this disseration, we can
investigate the possibility of using our sensors as true indicators of the ex-
pression levels of important DNA, RNA, miRNA, and various proteins for
different pathways in the human body. After a base chemical attachment
scheme is fully established, such as that used to attach the miRNA probes in
Chapter 6, the only difference between devices targeted at different analytes
is the probe molecules that must first be immobilized. As discussed in the
motivation of this thesis, information on the concentrations of such biomark-
ers has the potential to yield invaluable knowledge about a plethora of cell
pathways and mechanisms, an understanding that eventually can translate
into dramatically increasing the efficacies of many treatments for a vast col-
lection of diseases.
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